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Huéng dan

Hudng dan
ACANH BAO

Céch van hanh chinh xac thiét bi nay dugc mé ta trong Tai liéu hudng dan nay va trong cac tai liéu khac kem
theo hodc dwoc nha san xuat cung cdp. Chinén I3p rap, van hanh, bao tri va stra chita theo thong tin dé.
Phai kiém tra thiét bi trvdc moi 1an st dung 1am sang dé dam bao hoat dong t6t va dap (ng cac yéu cau clia
ngudi dung dé tri liéu cho bénh nhan. Phai yéu cdu mot ngudi cé ndng luc kiém tra thiét bi thudng xuyén.
Khéng duoc str dung thiét bi néu phét hién cé khiém khuyét. Phai di doi thiét bi ¢ khiém khuyét dén mét noi
khong cé nguy co vo tinh s dung trong Iam sang.

Néu can slra chita, nha sdn xuét va nha phan phéi khuyén cdo nén lién hé véi nha san xuat hodc dai dién ty
quyén cla ho dé sip xép cong viéc nay. Chi nha san xuat hodc nhitng ngudi ¢ ning luc duoc nha san xuat dy
quyén tién hanh mdi duoc thuc hién cong viéc bao tri va slra chita. Ngudi dung thidt bi phai chiu hoan toan
trach nhiém dbi véi hong hoc hodc hu hai do st dung khéng dung cach, bao tri kém, bdo dudng khéng ding
céch, stra chita khdng ding cach hodc diéu chinh do nhitng ngudi khdng duoc Gy quyén tién hanh.

Thiét bi dwoc cung cap s6 sé-ri nam trén bang nhan dang & mit sau cda thiét bi. Bang nhan dang cho biét nha
san xuat va thong tin lién hé cla ho, ma san phdm va sb sé-ri thiét bi.

Sau khi cai dat hé théng tha va trudc khi két néi hé thong tha véi bénh nhan, ddm bao rang:
a.  Luulugng khi luu thong trong hé théng tha.
b.  Cacdudng dan khi hit vao va thé ra tach biét, c6 hién dién va hoat dong tét.

Pinh dang s6 sé-ri

Vidy 1: 10190001

10190001 S6 “10” dau tién cho biét thiét bi véi tuy chon cdm bién 6-xy thuan tir
10190001 “19” cho biét 2019 (n3m san xuat)

10190001 S6 “1” cudi cling cho biét thiét bi thir 1 duoc san xuat

Vidu 2: 20200099

20200099 S6 “20” dau tién cho biét thiét bj cé tly chon pin nhién liéu d-xy
20200099 “20” cho biét 2020 (n3m san xuat)

20200099 Cho biét day 1a thiét bi thir 99 dugc san xuat
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Gi6i thiéu
1.1 Gidi thiéu veé tai liéu hudng dan nay
Tai liéu hudng dan nay mé ta muc dich st dung clia AquaVENT® FD140i v&i phién ban phan mém 2.00.

Tai liéu hudng dan st dung AquaVENT® FD140i ¢ cac phién ban tiéng Anh, tiéng A Rap, tiéng Ha Lan, tiéng
Phan Lan, tiéng Phdp, tiéng Dirc, tiéng Hy Lap, tiéng Indonesia, tiéng Y, tiéng Latvia, tiéng Na Uy, tiéng Ba Lan,
tiéng Bd Dao Nha, tiéng Rumani, tiéng Tay Ban Nha, tiéng Thuy Dién, tiéng Thd NhT Ky va tiéng Viét.

Dé dam bao van hanh AquaVENT® FD140i an toan, chi duoc s dung thiét bi nhu md ta trong tai liéu hudng
dan nay. Trudce khi st dung AquaVENT® FD140i, phai doc va hiéu toan bo ndi dung cla tai liéu hudng dan nay.
Chi cé nhan vién y té cé ndng luc d3 qua dao tao cach van hanh thiét bi mai duoc st dung AquaVENT® FD140i.
Armstrong Medical Ltd. bao liu moi quy&n trong viéc phét trién thém va thay ddi AquaVENT® FD140i vi loi ich
tién bo k§ thuat va su an toan cdia bénh nhan.

C AquaVENT® FD140i tudn tha Chi thi vé Thiét biy té& 93/42/EEC, véi didu kién van hanh theo Tai liéu
1 639 hudng dan. “1639” 1a s6 nhan dang clia Co quan dugc thong bao.

U K AquaVENT® FD140i tuan tht MDR 2002 ctia Vuwong qudc Anh - Phan Il (stra ddi), véi didu kién van
C A nanh theo Tai liu hudng dan. “0120” 1 s6 nhan dang ciila Co quan duoc phé duyet.

0120

A CANH BAO

o Doc toan bd tai liéu hudng dan trudce khi st dung AquaVENT® FD140i
o Chi chuyén gia y té d3 qua dao tao duoc st dung AquaVENT® FD140i va chi duoc st dung trong co s&
cham sdc strc khoe

° Chi s dung AquaVENT® FD140i cho muc dich st dung dugc mo ta trong Tai liéu hudng dan nay.
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Gi6i thiéu
1.2 Chi dinh st dung

AquaVENT® FD140i |a mot thiét bi didu khién luu lwgng khi, cung cdp hdn hop khi va 6-xy & mirc 21-100%.
Day la mot thiét bi tri liéu hd hap 1am sang hd tro ho hap bang p suat duong thd duong lién tuc (CPAP) va tri
lieu 6-xy luu lvgng cao (HFOT) cho bénh nhan trong moi trvong bénh vién. Nhitng bénh nhan dé phai duoc
mot chuyén gia y té chi dinh y t& dé duoc tri liéu tuong &ng sau khi dwoc danh gid 1a tinh thire va tu tha cling
nhu khéng cé nguy co dang ké gip cac tinh trang tang ndng do tri liéu hodc cé nguy co ngung thé kéo dai.
AquaVENT® FD140i khéng phai I3 thiét bj hé tro su séng.

Ludén dam bao ring dudng dan khi ra c6 hién dién va hoat d6ng TRUGC KHI bat dau tri liéu cho bénh
nhan.

C6 thé 4p dung tri liéu CPAP & cac ché do khac nhau va duoc thuc hién bang mdt mach thd thich hop duoc két
ndi véi mat na, dng dat khi quan hodc 6ng ma khi quan hodc mi trum. Trong trudng hop 1a ché d6 BUBBLE-
PAP, mach nay dugc két ndi vai 6ng théng mi. Ngoai ra, AquaVENT® FD140i cé thé dugc st dung lam thiét bj
diéu khién ludng khi cho Tri liéu &-xy luu lwong cao (HFOT) duoc cung cap thong qua dng thdng mii, mat na
va 6ng md khi quan. Ngoai trir tri liéu CPAP Helmet, ching t6i khuyén cdo rang phai thiét 1ap tat cd mach tha
dang st dung dé cung cap khi & dang d3 gia nhiét va lam am.

AquaVENT® FD140i duoc thiét k& dé str dung cho ngudi 16n, bénh nhi va tré so sinh néu cé chi dinh y té& va
néu phuong phép tri liéu dé duoc liét ké 1a phu hop cho nhédm bénh nhan d6. Thiét bi nay khéng duac khuyén
dung tai nha.

AquaVENT® FD140i duoc trang bi cdm bién 6-xy thuan tir hodc pin nhién liéu &-xy cé thé thay thé. Cac cdm
bién nay lién tuc do luvgng O, dugc cung cAp vao mach thd. Gia tri nay hién thj trén man hinh. P& ddm bao
rang hdn hop khi 6-xy thap va 6-xy cao khdng bi vo tinh cap cho bénh nhan, chiing t6i khuyén céo ludn theo ddi
lrgng O, cung cap trong quad trinh tri liéu va nén can nhic do 6-xy ngoai vi bén ngoai nhu bién phap phu tro.

Khéng can bao tri cdm bién &-xy thuan tr. Nén hiéu chuin cdm bién nay mdi ndm mét 1an hodc sau khi di
chuy@n hodc van chuyén thiét b (vi c6 thé xay ra rung thiét bi). Pin nhién liéu 8-xy cé thé thay thé ¢ tudi tho
st dung duya trén thé tich luu lwong khi cdp cho mach thé.

Thiét bi cé pin sac bén trong véi cdnh bao méat dién ludi tich hop.

Khi st dung FD140i trong |am sang, nén st dung ngudn dién tir ludi dién. Chi nén st dung ngudn dién cta
pin trong nhitng khoang thai gian ngan khi khong cé hodc khong tién st dung dién ludi, chdng han nhu trong
qué trinh van chuyén bénh nhan. Trong trudng hop s dung FD140i bang ngudn dién cla pin, hdy dam bao
rang d3 sac pin sac trudc khi st dung, trén man hinh nén hién thi con lai 100% pin. Muc pin sac day thé hién
bang dén LED chi bdo mau xanh I4. bén LED nay nam & géc dudi bén phai clia bang phia trudce, bén trén nut
“ON/OFF” (BAT/TAT).
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Gidi thiéu
1.3 Chdng chi dinh

Phan nay mo ta chi tiét mot sb, nhung khdng phai tat ca cac didu kién khong nén st dung cac phuong phap
tri liéu sau day:

CPAP

Ngung ho hap hodc tinh trang tim-hd hap khéng on dinh
Suy gidm nhan thic

Ngung théd

Khong thé bao vé dudng the

Bénh nhan cyc ky lo au

Chén thuong / badng mat

Ph3u thuat mat, thuc quan, hodc da day

Huyét 4p thap do mat mau

Ph3u thuat da day ho3c xuat huyét rudt

Helmet CPAP
o Bénh nhan méc chirng so giam gilt hodc liét t chi
e Yé&uciu theo ddiluu lwong dinh

CPAP Nhi

Tac ngh&n polyp xoang mi (SNP) do tiét dich

Khi thiing k& phéi

Tran khi trung that

Tran khi mang phai

Giam cung luong tim (do gidm héi lvu tinh mach) véi mirc CPAP qud murc

Thong khi khong du

(¥ dich da day hodc khéng dung nap thirc dn

Téng géng strc thd do tang trd khang dudng thé (lién quan dén duong kinh SNP)

BUBBLE-PAP

Tac ngh&n SNP

Khi phé thiing dang béng 18n

Hen suy&n cap tinh hodc co that phé quan nghiém trong

Ap-xe phdi

Thay déi xo héa nghiém trong

Tang géng stre thd, vi du nhu phdi tdc ngh&n man tinh (COPD) hodc hen suyén cép tinh
Ap suat ndi so >20mmHg

Loc mau

Tri liéu 6-xy luu lugng cao (HFOT)
. Tran khi mang phdi

Bénh phdi bong khi cap tinh
Huyét 4p thap

RO dich ndo tay

Ph3u thuat / chan thuong so

POINT

B4t ky chdng chi dinh nao déi véi CPAP
Suy gidm mtrc dé nhan thic

Bénh nhan cuc ky lo au

Chay mau cam

Chén thuong mat

Téc nghén duong the

O e e e e o o
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Gii thiéu
1.4 Céc tac dung phu khédng mong mudn
Céc tac dung bat loi thuong gép nhat trong qua trinh tri liéu CPAP c6 lién quan d&n mit na hodc mii trum hoéc

luu lwong/ap sudt khi. Mot s& bénh nhan c6 thé gép chirng so bi giam gilt do mét na, nghet mii, viém mi
hodc s& mii. D& gidm thiéu nhitng tac dung bat Igi nay, hdy ddm bao rang:

° St dung kich thudc mat na chinh xac vi néu mat na qua nho / 1én, cé thé gay khé chiu va ro khi.

o M3t na khong duoc qud chat. Mat na qué chat cé thé dan dén kho chiu va tén thuong da.

o St dung khi d& lam 4m va lam 4m théng qua may tao am - gia nhiét.

Helmet CPAP tiép xuc véi khi thd lai CO, va cé thé lam tang trang thai phi ddng bd méy thd cla bénh nhan.
Ngoai cac tac dung bat Igi néu trén, CPAP Nhi con cé thé dan dén nghet, khd miéng, chdy mau moi hodc chay
méu miii. M&t na cé thé gay kich ¢ng hodc dd da. Str dung dung kich thudc mét na va tdm dém cé thé giam
thiéu loét ti dé do tiép xuc sat vai da.

BUBBLE-PAP cling cé thé gay chdy mau miii; tao 4m thudng cé thé gitp gidi quyét nhitng triéu chitng nay. Mot
Ian nita, khi @& 1am &m va |am dm cd thé gitp ngén ngira chdy mau mdi.

Cac tdc dung bat lgi khi st dung HFOT c6 thé bao gdm kich (ng da, tdn thuong da va khé mii. Didu quan trong
can biét rang HFOT cé thé dan dén (rc ché ho hap, ngd ddc 6-xy va 1a nguy co hda hoan & ndng d6 6-xy cao.
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Gidi thidu

1.5 Céc bién phap phong nglra chung vé an toan

Dé dam bao van hanh AquaVENT® FD140i an toan, phai tuan thu tat ca cac bién phap phong nglra cé trong
chuong nay, bén canh tt ca cac cdnh bdo, than trong va luu v ndm rai rac trong Tai liéu huéng dan nay.

A CANH BAO Canh béo cho ban vé mét tinh hudng c6 thé dan dén tdn thuong cho bénh nhan hosc

nguoi dung

A THANTRONG  Giai thich cac bién phap dam bao st dung thiét bj hiéu qua

LUUY D& cap dén thong tin quan trong ma ngudi dung nén can nhic.

A CANH BAO

Chi cé chuyén giay té d3 qua dao tao duoc st dung AquaVENT® FD140i va chi duoc st dung trong co s&
cham soc stre khoe.

Bénh nhan duoc tri liéu ho hdp phai duoc mot chuyén gia y té c6 chuyén mén d3 qua dao tao cach st
dung thiét bi theo ddi sat sao.

AquaVENT® FD140i khong duoc thiét ké dé bénh nhan van hanh.

Nhi&u dién tir c6 thé xdy ra néu khéng st dung thiét bi theo Tai liéu hudng dan nay. AquaVENT® FD140i
d3 duoc kiém nghiém va tuan thd BS EN 60601-1-2:2015. C6 thé tim thay thong tin vé tinh tuong thich
dién tr & Muc 8.7.

Khong duoc st dung AquaVENT® FD140i gin thiét bi cong hudng tir hat nhan. Cac thiét bi & gan
AquaVENT® FD140i sinh ra tir truong cé thé anh huwdng dén viéc van hanh thiét bi an toan va gy nguy
hiém cho bénh nhan.

Khong duoc st dung dién thoai di dong va bat ky thiét bi lién lac RF nao (bao gdm cac thiét bi ngoai vi nhu
cép dng-ten va dng-ten ngoai) trong vong 30cm (12 inch) tir bat ky bd phan nao clia AquaVENT® FD140i.
Diéu nay cé thé dan dén van hanh thiét bi khong dung céch.

Khong duoc st dung AquaVENT® FD140i khi c¢6 céc chat dé chdy hodc trong bau khéng khi c6 kha
nang nd.

AquaVENT® FD140i dugc thiét k& chi dé st dung trong gidi han cla moi truong van hanh dugc mo ta
trong Muc 8.1 - Thong s6 ki thuat. Néu nhiét d6 clia AquaVENT® FD140i cao hon hodc thap hon pham
vivan hanh quy dinh thi hay che 1 gio dé thiét bi diéu chinh vé nhiét dé van hanh trudce khi st dung.

Phai d&t AquaVENT® FD140i sao cho dau ra cla quat tan nhiét khdng bi chin.

Phai ludn ngat két ndi AquaVENT® FD140i khi ludi dién trude khithue hién bt ky cong viéc vé sinh, bao
tri hay stra chita nao.

Nén tranh st dung thiét bi nay ké bén hodc chdng |én thiét bi khac vi didu nay c6 thé dan dén van hanh
khong dung cach. Né&u viéc st dung nhu thé 13 can thiét, nén quan sat thiét bi nay dé dam bao ring
ching hoat déng binh thudng. Cach thiét lap thiét bi d3 duoc mo ta trong Muc 3 cla Tai liéu hudng
dan nay.
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Gidi thidu

A THANTRONG

o Nén trénh st dung thiét bi dién khac clng véi hodc gan AquaVENT® FD140i, vi cé thé dan dén van hanh
khong dung cach. Néu viéc str dung nhu thé 13 can thiét, phai kiém tra AquaVENT® FD140i va thiét bj
khac trude khi két néi bénh nhan véi AquaVENT® FD140i.

LUuY

. Céc dac diém phat thai cla thiét bi nay dan dén viéc né chi thich hop dé st dung trong cac khu vuc
cong nghiép va bénh vién (CISPR 11 hang A). Néu s* dung trong moéi tredng dan cu (trong trudng hop
d6 thuong khéng yéu cau CISPR 11 hang B), thiét bi nay ¢ thé khéng mang lai kha néng bao vé day da
tranh cac dich vu lién lac tan s vo tuyén. Ngudi dung cé thé can phai thuc hién cac bién phap gidm
thiéu, chdng han nhu di d&i ho3c chinh huéng cla thiét bi.

1.6 Gidi han trach nhiém phap ly

Nha sadn xuat s& khong chiu bat ky trach nhiém nao dbi véi thiét hai do:
. Khéng tuan tha Tai liéu hudng dan nay

Ngudi chua qua dao tao st dung thiét bj

S dung / bao tri khéng dung cach

Diéu chinh thiét bj trai phép

Str dung cac b phan du phong trai phép

1.7 Ban quyén

Chi duoc sao chép, photo, hoéc dich Tai liéu hudng dan nay sang cac ngdn nglt khac nham muc dich st dung
¢ nhan. Khéng duoc phép sao chép dé tiét 16 cho cc bén thit ba néu khong cé su dong y bang van ban cla
Armstrong Medical Ltd.

1.8 Tuditho st dung

Khi thiét bi dwoc st dung ding cach va tuan theo Tai liéu hudng dan nay, tudi tho st dung du kién cla
AquaVENT® FD140i I3 10 n3m k& tr ngay giao dén bénh vién.

1.9 Bao hanh

Céc didu kién bdo hanh tuong g v&i cac didu khodn va didu kién ctia Armstrong Medical tai thoi diém mua.
Bao hanh s& ¢ gid tri trong 2 ndm ké tir ngay giao cho bénh vién va s& bao gdm khiém khuyét trong cac bo

phan va nhan cong phat sinh khi thiét bi d3 stra chita duoc st dung ding cach va tuan theo Tai liéu hudng
dan nay.
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Téng quan vé AquaVENT® FD140i

2.1 Nguyeén ly van hanh

AquaVENT® FD140i [a mot thiét bi didu khién luu lwong khi dién tir, cung cdp hdn hop c6 thé diéu chinh gdm
khi'y té va 6-xy cho bénh nhan théng qua mach tha da két ndi. Thiét bi ndy cé 6 ché d6 tri liéu ho hap cai
dat sén;

CPAP

CPAP Paed
CPAP Helmet
BUBBLE-PAP
HFOT
POINT®

Dé xem mb ta vé tirng ché db tri liéu, vui long tham khdo Muc 3.7 - “Thiét 1ap mach thd”.

Mbi ché dd cé cac thiét lap tuy chinh theo cdc ddc diém tri liéu. Thiét bi cling dugc trang bi mot cong dau ra
phun khi, cung c&p lwu lugng khi'y té hodc van hanh éng phun chira hdn dich thubc 1dng.

AquaVENT® FD140i tich hgp mot giao dién man hinh cdm (rng than thién véi ngudi dung, gilp van hanh truc
quan rd rang. Hé thdng canh bdo tinh viva cong nghé cdm bién 6-xy tién tién két hop dé bdo vé qud trinh chdm
séc bénh nhan. Ngoai ra, thiét bi duoc trang bi pin Li-ion bén trong dé dadm bao van hanh khéng bi gian doan
trong trudng hop tam thoi méat két ndi véi dién ludi.

2.2 So d6 thiét bi

Armst
Amed.c;.“"g
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Téng quan vé AquaVENT® FD140i

9
10
1
12
=
==
B 14
S
15
16
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Téng quan vé AquaVENT® FD140i

18

19

Hang muc Mo ta

1 Céng do &p suat

2 Dau ra khi tha

3 Céng thiét bi phun

4 Man hinh cam ng

5 NUt Alarm mute (T4t canh bdo)
6 Chi bao két néi ngudn dién Iudi
7 Chi bdo trang thai pin

8 NUt Power on/off button (Bat/tat ngudn)
9 Tham khao tai liéu hudng dan
10 Dau vao ngudn dién ludi

11 Dau nbi USB

12 Tay cam

13 DAu ra quat

14 Kep ¢ dinh

15 Bang s sé-ri

16 DPauvao Oxyyté

17 DAu vao Khiy té

18 Van xa ap

19 Van chin chéng ngat
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Téng quan vé AquaVENT® FD140i

2.3 Thong s6 k§ thuat vé cac ché do tri liéu

CPAP Helmet

Ché do (Paed) CPAP

Mau man hinh giao dién Xam Vang

Pham vi luu luong
(L/phut)

Luu luong méac dinh
(L/phut)

Pham vi 6-xy (%)

10-70 40-140

20 60

21-100 21-100

O-xy mac dinh (%) 30 30
Ap suat do duoc o ()
Tan suat thé do dugc (@) (@)
Thiét bi phun BAT o Khéng

Pham vi canh bao ap suat

(cmH,0) 2-25vaTAT 2-25 vaTAT

Canh bao ap suat mac

dinh “Thap” 2 2
Canh béo ap suat mic

dinh “Cao” 12 12
Pham vi canh bao ngung : )
thé (gidy) 20-60 20-60
Thai gian canh bao ngung 2 2

thé mac dinh (giay)
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Téng quan vé AquaVENT® FD140i
2.4 Giao dién thiét bi

Cac biéu tugng va dén chi bao & bang trudc

Mo ta

1. Chi bdo nguén dién
—&  Ngudn dién ludi AC duoc két ndi khi dén chi bdo sang 1én
@ Chay bang pin bén trong khi dén chi bdo sang mau xanh I3 lién tuc
@ Pin bén trong dang sac khi dén chi bdo mau xanh |4 nhap nhay

® @)  Mdc pin bén trong < 20% khi dén chi bdo sdng mau dé lién tuc

2. Bat hodc tat nguén thiét bi

@ Bat hodc tat ngudn thiét bi

3.Tat canh bao
Am canh béo bi tat khi dén chi bao phat xung mau cam
Am canh bao phat tin hiéu canh bao wu tién thap khi dén chi bao sdng mau cam lién tuc

Am canh bao phat tin hiéu canh bao wu tién trung binh/cao khi dén chi bdo nhap nhay mau
cam

4. Cac céng két noi khi
Q. PAu ra khi thé
@ Két ndi do &p suat bénh nhan

o+ Cong thiét bi phun

18 AquaVENT® FD140i, Tai liéu huéng dan, Ban tiéng Viét - S6 10



Téng quan vé AquaVENT® FD140i

Cac biéu tugng trén man hinh cdm ting

Mo ta

1. Khéa man hinh

Man hinh bi khoa

2. Chi bao nguén dién va muc pin
=B~  Thiét bj da bi ngat két n6i khoi ngudn dién |udi

(88 .» Murc pin bén trong-ty 1& phan tram sac (thay thé lan lugt gitta biéu tugng pin va biéu tuong
ngat két ndi)
Mrc pin 20% tré xubng

@ Pang sac pin

Dang sac

3. General settings (Thiét 1ap chung)

L

@ Menu General settings (Thiét Iap chung) -0O- Do sang man hinh
'l‘

Trd lai Menu trudc do ﬂa Chon ngon ngilt
L D) Am lrong man hinh cadm tng
=28
A Am Iugng canh bdo

4. Thiét lap tri liéu
Diéu chinh thiét 1ap luu lugng Hen gio tri liéu

Diéu chinh thiét 1ap canh bdo Bat dau tri liéu

X @ bd

Chon gia tri xap xi

—0-
e
ty
Tang gia tri theo tirng khoang
>
<

Durng tri liéu

Ngudn khi thiét bi phun T4t

Y

Giam gia trj theo tirng khoang Ngudn khi thiét bj phun Bat

Gia trj cho phép t6i thiéu Gid tri khi the

Gid tri cho phép tbi da Biéu tuwgng dang tri liéu

oY

5. Canh bao

Canh bao - d3 kich hoat canh bao

® >

D3 tat tiéng canh bdo
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Thiét 1ap thiét bi
3.1 Md& bao bi

Khi m& bao bi AquaVENT® FD140i, s& co cac bd phan sau day:

Thiét bi AquaVENT® FD140i

DAu cdm ngudn

Tai liéu hudng dan

Tai liéu hudng dan ky thuat (tly chon)

N&u khong cé tat cd cac bo phan bén trén, vui long lién hé véi nha san xuat.

LUUY  Nén gitt lai bao bi bao vé chira thiét bi phong khi phai van chuyén thiét bi trd lai cho nha san xuat
dé bao dudng hodc slra chita. Viéc nay 13 dé tranh hu hdng thiét bi trong qua trinh van chuyén.

3.2 Lap lén gid

AquaVENT® FD140i d3 duoc thiét ké dé lap 1én tru d& nhu thuong st dung vai bénh nhan truyén nudc.
Nén l4p thiét bj sao cho ngudi chdm sdéc cé thé xem va tiép can d& dang man hinh cdm ng.

Kep cé dinh

Téi da

Mét phéng

ATHAN TRONG Kep c6 dinh

Trudce khi l3p thidt bi lén tru, hdy ma hét kep cb dinh
bang cach xoay can ngugc chidu kim déng hd va
dam bao d3 siét hét 4 6¢c vit M5 & mét sau cla kep
6 dinh.

Vit l&p kep ¢6 dinh
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Thiét 1ap thiét bi

A CANH BAO

Chi nén l4p thiét bi trén tru cé phé duyét véi khd ndng chiu tai it nhat 10 kg.

Khong 13p thiét bi & chidu cao hon 1.400mm do tir dé thiét bi dén san.

Dam bao rang tru d& ndm trén mot bé mat can bang.

Khi khong van chuyen thiét bi, hdy dam bao rang cac banh xe ctia tru duoc khoa lai.

bam bao rang dau cdm ngudn luén s&n sang két ndi véi dién ludi. Ngoal ra, hdy ddm bdo réng cé thé
dé& dang ngat két ndi thiét bj khoi dién ludi trong trudng hop khan cap.

A THAN TRONG

Chi nén diéu chinh vi tri can ctia kep c dinh & cling phia véi cac dau vao O, va Khiy té (AIR).
AquaVENT® FD140i duoc thiét ké dé 1p trén tru dirng va khdng nén lp trén tru ngang.

Khéng nén I4p thiét bj trén givong.

Néu str dung thiét bi cung véi méy tao dm-gia nhiét, nén l&p & khoang 600mm bén trén khoang tao am.
Khi di chuyén AquaVENT® FD140i khi dugc 13p trén tru, nén ha thiét bi xubng khdi tru dé ting tinh on
dinh khi di chuyén.

Trong qué trinh van chuyén, nén thao tui nudc ra khai tru dé tranh nudc di vao vé thiét bi trong treong
hop tran dé.

22
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Thiét 1ap thiét bi
3.3 Ngubdn dién
Két ndi vai dién lugi
Két nbi dau cdm ngudn vdi dau vao ngudn dién ludi & mét sau cla thidt bi va cdm vao dién ludi. Chinén st
dung AquaVENT® FD140i v&i dién 4p ngudn dién |udi trong khoang tir 100 - 240VAC & tan s6 50 - 60Hz.

A CANH BAO

e Trudc khi két ndi thiét bi vai dién ludi, phai kiém tra thiét bi xem cé hu hdng nhin thdy dwoc hay khong.
Khong duoc st dung néu thay hu hdng trén thiét bi hodc dau cdm ngudn.

o Phai ké&t ndi thiét bi nay v&i ngudn dién cé day ndi dat bao vé.

Pau vao nguén dién ludi

Khi két ndi thiét bi véi ngudn dién |wdi, Chi bao dién ludi sdng mau xanh 13 lién tuc.

Chi béo dién luai

—e
(Cw

O,
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Thiét 1ap thiét bi

Van hanh béng pin

AquaVENT® FD140i c6 pin bén trong dadm bao cap ngudn lién tuc khi ngudn dién ludi bi ngat két néi hodc gidn
doan. Khi sac day, pin bén trong hoat déng trong ti thidu 60 phut & diéu kién van hanh tri liéu dién hinh. Khi
AquaVENT® FD140i bt dau st dung pin bén trong lam ngudn dién, ban s& duoc thong bdo bing chi bao trang
thai pin & bang phia trudc.

Chi bdo trang thai pin cung cip céc chi bdo sau day:

Mau xanh 18 nhdp nhay: Dang sac pin. Pin s& sac khi k&t n6i ngudn dién Iudi cho dén khi sac day.

Mau xanh I3 lién tuc: Pin d4 sac day

Mau do lién tuc: Mrc pin tir 20% trd xubng

Thaoi gian con lai trén pin hién thi théng qua biéu twong mdrc pin. Thoi lvong sac pin phu thudc vao cac thiét
1ap tri liéu dang dugc s dung. Khi chon tdc d6 lwu lrgng cao, tai trong s& Ién hon nén thoi gian con lai hién thi
trén pin s& it hon. Luu y rang khi ngudn dién ludi bi ngét, chi bdo muc pin trén man hinh thay déi luan phién
v&i bidu tuong Chua cdm vao dién ludi. Biéu tuong Chua cdm vao dién lwdi déng vai trd nhu 16 nhac két nbi
véi dién ludi sdm nhat co thé.

Trong qua trinh tri liéu, canh bdo s& canh bao cho ngudi diing vé tinh trang pin yéu. & ché d6 chd, s& khong cé
canh bdo. Vui ldng tham khao Chuong 5 - “Canh béo va Thong bao” dé biét chi tiét.

Biéu tugng Mic pin trén Biéu tugng Chua cdm vao
man hinh dién luéi

Aarergisctarf"g AquaVENT' FD140i O 9 5 O O O 9 : O 0

18 July 2018 18 July 2018

CPAP

- @) @) 75% &P

Helmet

HFOT

Chi bao Trang thai pin

A THAN TRONG

o Pin sac Li-ion bén trong cé tudi tho wéc tinh khodng 2-3 nam.

° Pin Li-ion mat dan kha nang gitt dién khi khéng st dung hodc trong qud trinh bdo quan. Do d6, nén
thuong xuyén kiém tra tinh trang muc pin.

e Viéc thay pin lithium b&i nhan vién chua duoc dao tao ddy dl cé thé dan dén tinh hudng nguy hiém.

° Pin Li-ion phai tuan tha cac quy dinh thai bd va tai ché khac nhau, tuy theo québc gia va khu vuc. Ludn
tham khao va tuan thu céc quy dinh dp dung trudce khi thai bo. Vui long tham khao Chuong 11 - “Thai
bd” dé biét chi tiét.
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Thiét 1ap thiét bi
3.4 Két ndi v&i ngudn khi

O-xy y t& (0,) va Khi'y té& (AIR) duagc két ndi vai thiét bi thong qua cac dau ndi NIST & mat sau cla thiét bi.

LUU Y: Trudc khi két ndi vai bénh nhan, ngudi dling phai dam bao rang cé thé dat duoc luu luong dinh ti da
140L/phut cho ca Khi va O-xy vai dp sudt cung cap nam trong khoang tir 270 dén 600 kPa.

Dauvao O,

Pau vaoKhiy té

A CANH BAO

o Chi st dung 6ng day dan khiy té ¢ phé duyét.
. Kiém tra két nbi ngudn cap O, va Khi xem 6 ro ri hay khéng trude khi tién hanh tri liéu.
o Chi dwgc van hanh AquaVENT® FD140i véi Khi va O-xy dung trong y té.

3.5 L6i ngudn khi

Trong trudng hop cé 18 ngudn khi 0,, thiét bi s& hién thi thdng bao canh bao cho biét ngudn khi 0, c6 16i kém
theo théng bdo yéu cau xac nhan trudc khi tiép tuc tri liéu chi vai ngudn khi. Néu ngudn khi O, cé 16i, thiét bj
ty dong cai dat FiO, vé gid tri 21%.

Trong trudng hop méat ngudn cap Khiy t& (AIR), thiét b tu dong cai d&t FiO, vé gia tri 100%. Thiét bj s& hién
thi théng bao canh bao cho biét ngudn cip Khi cé 16i kém theo théng bdo yéu cau xac nhan trude khi tiép tuc
tri liéu chi bang ngudn cap 6-xy. Vui Idng tham khdo Chuong 5 - Canh bdo va Thong bao dé biét chi tiét vé cac
canh bao lién quan. Bdng thoi, vui long luu v ca cac chdng chi dinh cta viéc cung cap 100% O-xy cho mot s6
bénh nhan.

3.6 Van hanh mot loai khi
C6 thé van hanh AquaVENT® FD140i véi mot ngudn khi. Néu khong két néi ngudn cip Khiy té (AIR), FiO, s&

dugc tu dong cai dit thanh 100%. Néu khdng cé ngudn 0,, FiO, s& ti dong diéu chinh thanh 21%. Vui long
tham khdo Chuong 5 - “Canh bao va Thong bdo” dé biét chi tiét vé& cac canh bdo lién quan.
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Thiét 1ap thiét bi
3.7 Thiét 1ap mach th&

Nén st dung AquaVENT® FD140i véi mach thé va cac linh kién ctia Armstrong Medical. D& biét thém thong tin,
tham khao Phu luc 2 - “Phu kién”. D& biét pham vi luu lwong va &p suat cu thé trong ché d tri liéu, vui long

tham khdo bang “Théng sb k§ thuat cac ché d6 tri liéu” trong Chuong 8.
Trudce khi két n6i mach thd, hdy thdo cac ndp che cdng dau ra khi the, dau vao O-xy va dau vao Khiy té.

LUU Y: Nén git? lai ndp che cong phong khi can van chuyén thiét bi di bdo dudng hodc sta chita. Viéc nay |3 dé
ngan bui ban xam nhap trong qua trinh van chuyén.

A THAN TRONG

Dam bao rang day cap ngudn khi clia mach th& cho bénh nhan khéng bi vén xodn hoic bi tc theo cach khac.
Viéc khdng thuc hién budc nay cé thé dan dén tich tu ap suat trong thiét bi.

Cap thuéc phun
Dé xem hudng dan st dung chirc ndng phun ctia AquaVENT® FD140i, vui ldng tham khdo Muc 4.13 - “Str dung
véi hé thdng phun”.

3.8 S dung may tao am gia nhiét

Nén st dung phuong phap tao am chl ddng trong tat cd cdc mach thd, ngoai trir ché do tri liéu Helmet CPAP.
C6 thé sir dung AquaVENT® FD140i v&i bat ky may tao 4m gia nhiét ndo tuan tha tiéu chuan 80601-2-74.

A CANH BAO

Dé tranh nudc tir khoang tao am di vao AquaVENT® FD140i, phai tuan thi cac hudng dan sau day:

o Nén d&t méy tao 4m gia nhiét & khodng 600mm bén trén AquaVENT® FD140i.

. Khi thdo mdy tao am chl déng ra khoi mach thd, trudc tién hidy ngdt két nbi 6ng day ra khoi
AquaVENT® FD140i.
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Thiét 1ap thiét bi
AquaVENT® FD140i cé 6 ché do kha dung; CPAP, CPAP Paed., CPAP Helmet, Bubble-PAP, HFOT va POINT®. B6
tri mach th& cho méi ché @6 dugc mo ta trong chuong nay.
CPAP

Ché dd trilieu Ap Suat Duong Thé Duong Lién Tuc (CPAP) duy tri dp sudt duong tha duong muc tiéu trong sudt
chu ky hit vao va thd ra & bénh nhan cé thé tu thd.

Céc céach |13p rap dé nghi cho hé théng thd CPAP:

wt e FD140i A
Ngng_e}t noi ( | B6 loc thd

Chi tiét ch'T cho

Két néi véi hi tiét chaT ¢
dau ra khoang I b6 phan tich 6-xy
tao &m H
' Van an toan chéng
qua ap
Nhanh tao am
Van PEEP
bénh nhan
Day theo
doéi ap suat

Két néi vai dau
vao khoang
tao dm

Nhénh hit vao )
dalam am

Nhénh thé ra

Khéi tiéQ xuc bénh
Tuy chon chi tiét chif T cho nhéan, mat na
thiét ké theo Iuu lugng o>
hodc dé phun thuéc

Kétngiveikhsitiép | |
xuc bénh nhan
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Thiét 1ap thiét bi
CPAP Paed.

Vé nguyén tac, ché d6 CPAP Paediatric gidng nhu CPAP cho ngudi Ién nhung cung cap luu lvong khi trong mot
pham vi pht hgp véi bénh nhi.

Cac cach 13p rap dé nghi cho hé thdng tha CPAP:

FD140i ( N
Bo loc thd

Ngat két ndi

——r |

\

Chi tiét chrT cho

Ké&t néi véi dau ra H :
H b6 phan tich 6-xy

khoang tao m

Van PEEP
bénh nhan

Day theo
déi ap suat

Két néi vai dau
§ Voo khoang
taoam

Nhénh hit vao
dalam ém

Nhanh thé ra

Tuy chon chi tiét chir T cho
thiét ké theo luu lugng
hodc dé phun thuéc

Két néi véi Khéi tiép
xuc bénh nhan
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Thiét 1ap thiét bi
Helmet CPAP

AquaVENT® FD140i hd tro thd may khong xam 1an bang mi trum CPAP.

Céc céach |13p rap dé nghi cho hé théng thd Helmet CPAP:

FD140i

Ngat két ndi

==

Bo loc tha

-
(G9

Tay chon: Két Ej

noi truc ti€p i

v6i mQ tram
Van an toan chéng Chi tiét chir T cho
3 oi qua ap bo phéan tich 6-xy
Day theo dai Eggg’;te" doi
&p suat

Nhénh hit vao

K&t ndi véi Khéi tiép
xuc bénh nhan

Van PEEP bénh
nhan

A CANH BAO

Dé ngin hit lai CO,, hdy diéu chinh luu lwgng can thiét theo hudng dan cla nha sdn xuat m{ trum CPAP.
Khi st dung mii trum CPAP v&i bénh nhan tang CO, mau, nén theo ddi sat sao khi thuc hién didu chinh
Ity lwgng dé tranh hit lai CO,.

u |
o / Knéi tiép xuc bénh
//{K nhan, ma tram
&N

. M trim CPAP c6 thé yéu cau dp sudt van hanh téi thidu. Tham khao Hudng dan st dung clia nha san xuat
MU trum CPAP. D& biét thém thong tin vé mil trum CPAP cé phé duyét, hdy tham khdo Muc 11.2 trong
“Phu luc 2 - Phu kién”.
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Thiét 1ap thiét bi
Tri liéu 6-xy luu lugng cao (HFOT)
Trilieu 6-xy luu lugng cao la mét hinh thirc hé trg hé hdp trong dé tdc d6 lru lwgng cao (20-70 1/phit) cdia hdn
hop O-xy/Khi dwoc cung cdp cho bénh nhan.

Céc cach 1ap rap dé nghi cho hé théng tha HFOT:

FD140i (
|

Ngat két néi \

== ‘

Két nGi vai dau ra
khoang tao am

Bo loc thé

Nhanh hit vao da
lam &m

Khoang tao 4m

Nhanh tao 4m

Chi tiét chr T cho
bé phan tich 6-xy

K&t n6i vai dau vao khoang
taoam

Két ndi vai Khéi tiép S
xuc bénh nhan H

Khai tiép xdc bénh nhan, 6ng théng luu lugng
cao cho bénh nhan ma khi quan cé coc

Khai ti€p xdc bénh
nhan, 6ng théng mai

A CANH BAO

D@ tranh 4p suat dinh vo tinh, hay didu chinh téc d6 lvu lvong can thiét theo hudng dan clia hdng san xuat
bng thong mili.
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Thiét 1ap thiét bi
POINT®

POINT® (Tri liéu 6-xy mi luvu lwong cao chu phau) cung cp liéu phap cap khi luu lvong cao cé lam dm qua mii
dé hd tro bénh nhan trong giai doan phau thuat.

Cac cach 13p rap dé nghi cho hé thdng tha POINT®:

FD140i (
\
Ngat két n6i

——p- ‘

Két néi vai dau ra
khoang tao §m

Bo loc tha

Nhénh hit vao da
lam &m

Khoang tao 4m

Nhanh tao am

Chi tiét chrT cho
bo phan tich 6-xy

Két néi vai dau vao khoang
tao 4m

Két ndi vai Khéi tiép
xuc bénh nhan

Khéi tiép xtic bénh
nhan, 6ng thong mi

A CANH BAO

D@ tranh 4p suat dinh vo tinh, hay didu chinh téc d6 lvu lvong can thiét theo hudng dan clia hdng san xuat
bng thong mili.
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Bubble-PAP
Bubble-PAP cung cip mot phuang phép an toan, nhat quan va chinh xac dé hd trg thd cé tao 4m cho bénh

nhan tu tha duoc véi can nang khi sinh t&i da 10kg. Ché d6 tri liéu nay giup ngdn déng dudng thd va duy tri
dung tich con lai dung chirc nang.

Céc céach Iap rap dé nghi cho hé théng thd Bubble-PAP:

FD140i

Ngat két ndi

==

Két ndi véi dau ra khoang
tao am

(@ wawlmmhﬂ(.i

May tao CPAP

@
W
Z

Van an toan chdng |
qué ap

B6 phan chan nudc

Két néi vai Khéi tiép
xuc bénh nhan

A CANH BAO

e Pétranh ap suét dinh vo tinh, hdy didu chinh téc d6 luu lwgng can thiét theo hudng dan clia nha san
xuat dng thong mi.
. Phai k&t nbi thiét bi véi ngudn khi va 6-xy trong qud trinh st dung ché a6 BUBBIE-PAP.
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St dung AQuaVENT® FD140i
4.1 Bat nguon thiét bj

C6 thé bat ngudn AquaVENT® FD140i bang cach nhan nait ON/OFF (Bat/Tat).

LUU Y: Thiét bi tu ddng chay thir hé théng méi khi bat ngudn. Vui
long tham khao muc “Self Check” (Tu kiém tra) dé biét chi tiét.

A CANH BAO

Khong bat ngudn thiét bi néu da két ndi bénh nhan véi mét mach
thé d3 gan. Chi nén két nbi bénh nhan véi thiét bi sau khi d3 chay

NGt On/Off ther hé thong va d3 chon cac thiét 1ap tri liéu can thiét.
(Bat/Tat)

4.2 T4t ngudn thiét bi

C6 thé tit ngudn AquaVENT® FD140i bang cach nhan nit On/Off (Bat/Tat) va xac nhan 1énh bang cach cham
vao biéu tuong dau “«”. Néu chon dau “ ¥ 7, ban s& trd lai man hinh trudc dé. C6 thé tat ngudn AquaVENT®
FD140i bang cach nhan gilt nut On/Off (Bat/TAat) trong khodng 5 giy.

16:29.3

021

LUU Y: C6 thé tit ngudn AquaVENT® FD140i trong khi & ché do tri liéu. Nhan biéu tuong ON/OFF va thong
bdo Xac nhan tit may s& xuat hién. Xac nhan dé tiép tuc tat may hodc chon dau “ ¥~ dé hly yéu cau
tat may. Dé biét thém thong tin v& cach cham dit ché do tri liéu, vui long tham khao muc Stopping
therapy (Dung tri liéu).
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St dung AQuaVENT® FD140i
4.3 Cong tac tv dong TAT do can pin

D& tranh 1am hong pin sac bén trong vi can sau, khi dat dén ngudng tét ngudn (chi bdo murc pin & 0%), thiét bi
s& tat ngudn tat ca cac chirc ndng dién va dp suat va hién thi thong bao sau day trong 120 gidy:

Ohr 0Tmin

Trong thdi gian 2 phut nay, ban cé thé két ndi lai AquaVENT® FD140i v&i ngudn dién ludi va tiép tuc van hanh
vd&i tat ¢ cac chirc ning, hodc ban c6 thé tat ngudn thiét bi bang nut On/Off (B&t/Tat). Néu khong, AquaVENT®
FD140i s& tu dong tat ngudn khi két thic thai gian 2 phut.
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S dung AquaVENT® FD140i
4.4 Ty kiém tra

Quy trinh chay thir hé théng tu dong bt dau sau khi nhan ndt ON/OFF (BAT/TAT) va kéo dai trong khoang
10 gidy. Trong thoi gian nay, logo Armstrong Medical xudt hién trong khi quy trinh chay thir hé théng dang
dién ra trén nén. Néu cé bat ky van d&/16i nao man hinh Self Check Results (Két qua tu kiém tra) s& xuat hién.
Néu khong phat hién van dé/16i trong qua trinh chay thir hé théng, thiét bi s& hién thi Menu “OXYGEN Sensor
Calibration” (Hiéu chudn cdm bién 6-xy). Quy trinh chay thir hé thdng kiém tra tinh toan ven cdia phan mém
diéu hanh va cdc mé-dun dién va khi ap.

Self Check Result

Pass
Pass
Pass
Pass
Pass
Pass
Pass
Pass
Pass
Pass
Pass

Calibration O, Flow a
Calibration O Flow b
Calibration O, Flow ¢
Calibration O, Flow d
Calibration O Flow e
Calibration Air Flow a
Calibration Air Flow b
Calibration Air Flow ¢
Calibration Air Flow d
Calibration Air Flow e
Calibration O, Sensor

AC Supply
Battery

Battery Charge
Bv

Supply Air
Supply O,

0, Sensor
Sensor PP Defect
Mem Rd/\r
RTC

Button Held

Pass Calibration PP Sensor

Self Check Result

Man hinh Self Check Results (Két qua tu kiém tra)

Néu man hinh Self Check Results (K&t qua tu kiém tra) hién thi bat ky 16i nghiém trong nao ngoai I&i Ngudn
cap Khiy té (AIR) hodc Ngudn cap O,, thiét b s& khong khai déng cho dén khi khic phuc xong tat ca 16i nghiém
trong.

LUUY:

. Néu xéac dinh mot |16 nghiém trong cho cd ngudn cap Khiy té (AIR) hodc Ngudn cap O,, viéc tai két nbi
mot hodc ca hai ngudn khi s& bat quy trinh khoi dong.

e Thiét bicé thé khai dong bang ngudn dién cla pin bén trong néu ngudn dién AC bi ngat két nbi.

A THAN TRONG

Chi cac k§ thuat vién bao dudng cé Gy quyén duoc thuc hién cdng viéc stra chita.
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S dung AquaVENT® FD140i
4.5 Hiéu chuan cam bién 6-xy

Sau quy trinh Ty kiém tra, Menu “OXYGEN Sensor Calibration” (Hiéu chudn cdm bién 6-xy) sau day xuat hién.
Néu can hiéu chuin cam bién O,, hdy nhan “Yes” (C4), néu khdng, hay chon “No” (Khéng). Cam bién O, thuan
tir cUa thiét bi rat nhay véi chuyén déng. Nha san xuat khuyén céo nén hiéu chuan cam bién O, sau khi van
chuyén thiét bj hodc thiét bj d3 qua xtr ly manh dudi bat ky hinh thirc nao.

Oxygen Sensor Calibration

Do you want to calibrate sensor?

Note: this process will take 75s

Thu tuc hiéu chudn mét 75 gidy. Ddng hd dém ngugc trén man hinh cho biét thdi gian con lai cho dén khi hoan
thanh tha tuc hiéu chuan.

Khi trinh hiéu chun yéu ciu cung cap ca ngudn cip Khiy té (AIR) va O,. Néu khong c6 mot trong hai ngudn khi
khi bat dau hiéu chuan, thdng bao “Calibrate Failure” (L6i Hiéu Chuan) s& xuat hién trén man hinh.

A CANH BAO

Trudc khi bat dau tha tuc hiéu chudn, dam bao rang bénh nhan duoc ngit két ndi khai thiét bi.

A THAN TRONG

o Khong ngat két ndi phich dién trong qua trinh hiéu chuan 0,.
o Sau khi bat dau quy trinh hiéu chudn, man hinh cam ng bi vé hiéu cho dén khi thd tuc hiéu chudn hoan
tat.

LUU Y: Khong khi xung quanh cé thé anh hudng dén qua trinh hiéu chudn cdm bién 0,, dé ngin chin tinh
trang nay, hay két n6i mot 6ng day vao cong dau ra khi.
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S dung AquaVENT® FD140i
4.6 Menu chon ché d6 tri liéu

Menu “Therapy Mode Selection” (Chon cac ché dd tri liéu) hién thi 6 ché d6 tri liéu kha dung. Cac ché do nay 1a
CPAP, CPAP Paed., CPAP Helmet, BUBBLE-PAP, HFOT va POINT®. Chon ché dé mong muén bang cach cham vao
NUt Therapy Mode (Ché dé tri liéu) lién quan va nhan OK @ tiép tuc. Trong vi du bén dudi, CPAP d3 dugc chon.

CPAP

Paed
CPAP Bubble
Helmet PAP

HFOT

Dé biét thém thong tin vé& thong sb ché do tri liéu, tham khao Muc 8.2 - “Thdng s6 k§ thuat vé cac ché do
tri liéu”
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St dung AquaVENT® FD140i
4.7 Menu Flow settings (Thiét 1ap Ivu lvong)

Menu thiét lap lwu lugng cho phép ban cai dat téc do lwu luong khi va ndng do 6-xy duoc cung cdp cho bénh
nhan. Ché d6 CPAP duoc st dung lam vi du.

Téc d6 luu lwong duoc chon bang biéu tuong con trd (1) va nat +/- (2) dé tinh chinh. Cac gid tri ti da va toi
thiéu cho ché d6 tri liéu dwoc cho biét bing cac chi bdo hinh tam giac (3).

LUU Y: Téc d6 lru lwong t6i da va tdi thiéu va ndng do d-xy trd vé gid tri méc dinh cai dat s3n khi thoat ché do
tri liéu. Khi téc d6 lwu lugng dugc cai ddt, nhan OK dé tiép tuc.
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S dung AquaVENT® FD140i
4.8 Menu Alarm settings (Thiét 1ap canh bao)
Menu Alarm settings (Thiét 1ap cdnh bdo) cho phép ngudi dung quy dinh r& khi ndo canh bdo bénh nhan s&
kich hoat. St dung con trd va nut +/-, ngudi dung cé thé cai ddt canh bdo & thiét 1ap mong mudn cho:

e Apsult CPAP
. DO tré ngung thd
e Tbcdd ho hip toida

Ché d6 CPAP dugc st dung lam vi du.

Ap suat CPAP

Thang trén cung duoc st dung dé chon thiét 1ap canh bao &p suat cao va thang dudi didu chinh thiét [ap canh
bdo 4p sut thap. Co thé didu chinh 4p sut theo cac khodng ting 1cmH,0. C6 thé tit canh bao 4p suat cao va
thap bang cach diéu chinh vi tri ctia con tré & vi tri “Off” (T4t).

Ngung thé

Theo ddi cac bién cb ngung thé dién ra trong 3 giai doan: Giai doan &n dinh, Giai doan tri hodn va Tha binh
thuong.

Canh bao ngung thd s& khdng kich hoat trong 60 gidy tri liéu dau tién (Giai doan &n dinh). Néu cé bién cb
ngung tha trong vong 12 gidy cudi cung cla giai doan 6n dinh thi canh bao s& duoc béo cdo va kich hoat & mébc
60 gidy (trong trudng hop d6, khong cé giai doan tri ho3n). Cé thé tri hoan kich hoat cdnh bdo ngung thd sau
giai doan &n dinh 60 gidy thém 20 dén 60 gidy theo cac khodng ting 1 gidy bang cach diéu chinh nut +/- (Giai
doan tri hodn). Néu bién cb ngung thd xuat hién trong 12 gidy cudi cling cla giai doan tri hodn, né s& dugc
bao cdo & cudi giai doan tri hodn va cdnh bdo ngung thd s& duagc kich hoat. Theo sau giai doan tri hoan 3 giai
doan thd binh thuong (Normal breathing). Trong giai doan thd binh thuwong, canh bdo ngung thd thong bao
rang d3 khong phat hién hd hdp trong thai gian 12 gidy tré 1én trong qué trinh tri liéu tich cuc.

F Max

T6c d6 ho hap duagc didu chinh bang nut +/- theo cac khoang tang 5 gidy tir “Off” (Tat) dén 60 nhip thd mai
phut. Khi d3 cai dit cac thiét 1ap canh bao thich hop, hay tiép tuc bdng cadch nhan nat OK.
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St dung AquaVENT® FD140i

4.9 Menu General settings (Thiét 1ap chung)

C6 thé truy cap Menu General settings (Thiét 1ap chung) thong qua nut General settings (Thiét 14p chung). St
dung nut Return (tr& lai) dé tré lai Menu trudc dé.

5

Nut General settings (Thiét lap chung) Nut Return (Trg lai)

Menu General settings (Thiét |ap chung) cho phép diéu chinh th&i gian, ngay, am lugng canh béo, am lugng
man hinh cam &ng, dé sang man hinh va ngon ngtr.

..

¢ g
Gl

50%  50% 50%

s 0s
-

-
L i)

.a

Am lugng man hinh cdm ting

Diéu chinh am lwong clia man hinh cdm ¢*ng bang nut + va - khi can

Am lugng canh béo

Diéu chinh 4m luvong cdnh bao bang nut + va - khi can.

Luu y: Khi thiét bi khai ddng lai, &m luvong canh bao va am lugng man hinh cam ng tra vé gid tri
mac dinh 1a 50%.

Do sang man hinh

Diéu chinh d6 sdng man hinh bang nut + va - khi can.

Lwu y: Khi thidt bi khai dong lai, dd sdng man hinh duy tri thiét lap trudc d6.

Chon ngo6n ngl

Chon ngdn ngtt bang nut + va -

Cac ngon ngtt kha dung tiéng Anh tleng A Rap, tiéng Ha Lan, tiéng Phan Lan, tiéng Phap, tiéng
Dlc, tiéng Hy Lap, tiéng Indonesia, tiéng Y, tiéng Latvia, tleng Na Uy, tiéng Ba Lan, tiéng BS Dao
Nha, tiéng Romania, tiéng Tay Ban Nha, tiéng Thuy Dién, tiéng Thd Nhi Ky va tiéng Viét.

Thai gian va Ngay

St dung cac phim + va - dé didu chinh theo yéu cau
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Sirdung AquaVENT® FD140i

4.10 Menu Therapy (Tri liéu)

Menu Therapy (Tri liéu) cho phép nguoi dung:

o Theo d&i hoat déng ho hap cla bénh nhan trong thdi gian thuc

° Xem murc luu luong d3 chon va truy cap thiét 1ap lvu lwong

o Bat hodc tat luu luwong khi thiét bi phun

° Cai dat thoi lugng tri liéu

. Theo d&i cac canh bdo hién hoat

Ché d6 CPAP duoc st dung lam vi du.

Hang muc Mbé ta

1

Ctra s6 hién thi tbc d6 h6 hap clia bénh nhan va dp suat CPAP

2

Dang séng ho hap clia bénh nhan

3

NUt Patient gas flow and oxygen settings (Thiét [ap lvu luong
khi va 6-xy cho bénh nhan)

NUt Nebuliser function (Chtrc ndng thiét bi phun)

NUt Alarm settings (Thiét 1ap canh béo)

NUt Therapy timer (Bam gid tri liéu)

LUU Y: C4c nut trén man hinh giao dién nguoi dung cdia AquaVENT® FD140i dé truy cdp cac thiét lap co goc
tron vi du Hang muc 3 va ctra s6 hién thi théng tin chi cé cac géc nhon, vi du hang muc 1.
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St dung AquaVENT® FD140i
CUra s6 hién thi téc d6 hé hap ctia bénh nhan va ap suat CPAP

Ap suat CPAP dugc hién thi trong (hang muc 1) 1a Ap suat bénh nhan trung binh trong thai gian 7 gidy va duoc
hién thi theo don vi cmH,0.

RR 13 gid tri trung binh ctia 3 tc d6 RR d3 tinh trudc do. (N&u khdng phéat hién thd trong 10 gidy, gia tri RR s&
bat dau duoc cap nhat dé phan anh RR thap nhu gid tri duoc tinh truc tiép.)

DAu hiéu tryc tiép vé hé hap cla bénh nhan (hang muc 2) thé hién 4p suat CPAP va tdc d6 hd hép trong thai
gian thuc trong 7,1 gidy. C4c thiét 1ap cdnh bdo d3 chon cho &p suét thap va cao duoc ch thich & phia bén
phai clia chi bdo biéu dd va bang dai mau trang doc theo biéu dd. Bién dd clia chi bao (truc Y) cho biét 4p suat
khi va thoi gian séng (truc X) cho biét téc d6 ho hap.

Nut Therapy flow settings (Thiét lap luu lugng tri liéu)

C6 thé didu chinh thiét 1ap luu luong tr Menu Therapy (Tri liéu). D& diéu chinh thiét 1ap lwu lugng, hdy nhan
nut Patien flow settings (Thiét 1ap luu lwong bénh nhan), Menu Flow settings (Thiét 1ap luu lwongu) sé mara .
Thuec hién thay ddi can thiét va nhan OK dé tra lai trang Menu Therapy (Tri liéu).

Nut Nebuliser gas ON/OFF (BAT/TAT khi phun)

Dé bat luru lvong khi phun, nhan nat Nebuliser (Thiét bi phun). Luu v réng khi bat, biéu tuong thidt bi phun
s& chuyén sang mau xanh 4. Dé biét thém théng tin vé chirc ndng thiét bi phun, hay tham khao Muc 4.13.

Nut Alarm settings (Thiét lap canh bao)

Dé diéu chinh thiét 1ap canh bdo tr Menu Therapy (Tri liéu), sau khi ban nhan ndt Alarm settings (Thiét lap
canh bao) (Muc 5), Menu Alarm settings (Thiét [ap canh bao) s& m& ra. Thuc hién thay déi can thiét va nhan
OK @8 tr& lai trang Menu Therapy (Tri liéu).

NGt Therapy Timer (Bam gid tri liéu)

NUt Therapy Timer (Badm gio tri liéu) hién thi thdi lvgng hoat déng cla ché do tri liéu da chon, trir bat ky
khoang thoi gian nao ma chitc nang tinh gio da bi tam dirng hodc cai dat lai. Chirc nang tinh gio sé dirng khi
dirng tri liéu va s& bat dau lai néu ché do tri liéu duoc bat dau, hién thi thai lvong tri liéu tich Ity, trir bat ky
khodng thoi gian ndo ma chirc ning tinh gio d3 bi tam dirng hodc cai d&t lai. D& tam dirng chirc ndng tinh
gi®, hay nhan nut Therapy Timer (Bam gio tri liéu) mot 1an. Sau d6, dé bd tam ding tinh gi, hdy nhan nut
tinh gior tri liéu mot 1an. Dé cai dat lai chirc ndng tinh gid, hdy nhan gitt trong 2 gidy. Thao tac nay s& cai dét lai
vé 0. Luu y ring chitc nang tinh gior s& tu ddng cai dét lai v& 0 khi mot ché do tri liéu thay thé duoc chon tir
Menu Therapy mode selection (Chon ché dd tri liéu). Néu thiét 1ap luu lwong hodc ndng d6 6-xy duoc thay
d6i, nhung ché d6 khong thay di, chirc ndng tinh gio khong bi dnh hudng va s& tiép tuc nhu binh thudong ma
khong cai dat lai.
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S dung AquaVENT® FD140i
4.11 B4t dau trj liéu

Khi ngudi dung hai long véi thiét 1ap tri liéu, hay bat dau tri liéu bang cach nhan nut Start therapy (Bat dau tri
liéu) trén Menu thanh bén. Ché a6 CPAP dugc st dung lam vi du.

@ Nut Start therapy (Bat dau tri liéu)

Khi nhan nut Start therapy (Bat dau tri liéu), ngudi dung phai xac nhan rang ho mudn bat dau tri liéu théng
qua ctfa s& xac nhan hanh déng.

A CANH BAO

e Trudc khi bt dau tri liéu, ddm bao rang tat ca thiét [ap tri liéu phu hop v&i bénh nhan.
o Khong két nbi bénh nhan véi mach tha cho dén khi lvu lvong khi bat dau.
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St dung AquaVENT® FD140i
4.12 Dirng tri liéu

Dé dirng tri liéu, hdy nhan nut Stop therapy (Dirng tri liéu) trén Menu thanh bén. Ché dé CPAP duoc st dung
lam vi du.

® Nt Stop therapy (Duing tri liéu)

Khi nh&n nut Stop therapy (Dirng tri liéu), ngudi dung phai xac nhan rang ho mudn dirng tri liéu théng qua cira
56 xac nhan hanh dong.
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St dung AQuaVENT® FD140i
4.13 St dung vdi hé thdng phun

C6 thé str dung AquaVENT® FD140i két hop véi mot thiét bi phun dé thém khi dung y té vao mach tha trong
qué trinh tri liéu. Khong thé st dung chitc ndng thiét bi phun khi ché do tri liéu khéng hoat dong. Dé biét thém

thong tin vé cac thiét bi phun cé phé duyét, hdy tham khdo Muc 11.2 trong Phu luc 2 - “Phu kién”. Thiét bi phun
cung cap khi nén & murc 6L/phut +/- 2L/phut.

C6 thé chon trudc chirc ndng thiét bi phun trong qua trinh thiét 1ap tri liéu hodc dugc kich hoat sau khi d3
bat dau tri liéu. NUt Nebuliser (Thiét bi phun) (1) duwoc st dung dé bat va tét lwu luong khi thiét bi phun. Biéu
tuong thidt bi phun chuyén sang mau xanh 14 khi ché d6 phun dang hoat déng.

Ché d6 CPAP duoc st dung lam vi du.

LUU Y: Chirc nang thiét bi phun khong kha dung & cac ché do Helmet CPAP va Bubble-PAP.

Chtrc ndng thiét  Churc ndng thiét
bi phun tét bi phun bat
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Sirdung AquaVENT® FD140i

Khi hoat déng, chirc ndng thiét bi phun thém khiy té vao mach thd. Do d6, dé cung cap ndng dd 0, da chon
cho bénh nhan, thiét 1ap tron khi tu déng didu chinh khi chirc ndng thiét bi phun bat. Thiét bi phun yéu cau
téc d6 luu lwong khi tri liéu t6i thiéu 10L/phdt dé van hanh.
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S dung AquaVENT® FD140i
4.14 Md khda man hinh cdm Ung

Khi man hinh khéng duoc cham vao trong 30 gidy, man hinh s& khda va ndt Unlock (M@ khda) s& xuat hién
trén Menu thanh bén.

Nut Unlock (M& khéa)

Menu Thanh Bén

17:42.40
15 Feb 2021
CPAP |
Paed Shr 11:20%
CPAP Bubble
Helmet PAP

HFOT

Dé md khda man hinh, hdy nhan nat Unlock (M khda), réi xac nhan hanh déng bang cach chon nut Confirm
(Xac nhan).

(—F 100%
C ed

Charg

Unlock Screen

Confirm Action .
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Canh bao va Théng béao
5.1 Nut Alarm indicator (Chi bdo canh bao)
Khi canh bédo cé hiéu luc, ndt Alarm indicator (Chi bdo cdnh bao) (1) xuét hién trén man hinh cam ¢ng. Mau

clia nut Alarm indicator (Chi bdo canh bao) cho biét mirc 6 wu tién cla cadnh bdo; mau dé |a cho canh béo wu
tién murc trung binh va vang |a cho canh bao uu tién mirc thap. Vi du cho ché do CPAP:

M6 ta canh béo hién hoat (2) va S$& canh béo (3)
twong Ung cling co trong nut Alarm indicator (Chi
bao canh bao). Néu nhiéu canh bdo hién hoat déng
thoi, nat Alarm indicator (Chi bao canh bao) sé luan
chuyén qua cac cdnh bdo, hién thi md ta tirng canh
bdo va sb chi bao lién quan trong 2 gidy.

Nt Low Priority Alarm  Ndt Medium Priority Nt chi bao canh bdo
Indicator (Chi bdo canh Alarm Indicator (Chi bdo uwu tién cao
bdo wu tién Thap) canh bdo wu tién Trung
binh)
LUU Y: Trong trudng hop canh bao phat ra khi didéu hudng ra khoi Menu Therapy (Tri liéu), vi du nhu néu diéu
chinh thiét 1ap luu lwong hodc canh bao khi tri liéu dang hoat déng, vui long tré lai Menu Therapy (Tri
lidu) dé xac dinh didu kién canh bao.

5.2 Xac nhan canh bao

Néu diéu kién canh bao bi loai bd, &m canh bao s& dirng va nut chi bao s&
hién thi thong bao “Acknowledge Alarm” (Xac nhan canh bao). Xem mit sau.
Xac nhan canh bdo bang cach nhan nut Alarm indicator (Chi béo canh bao).

LUU Y: Néu nhidu canh bdo hién hoat ddng thdi, hdy nhan nat Alarm
indicator (Chi bao canh bao) & bat ky giai doan nao trong chu ky thong
bao cdnh bdo s& xac nhan tat ca canh bao lién quan dén cac didu kién
canh bdo da bj gd bo.

Xac nhan canh bdo nat Alarm
indicator (Chi bdo canh béo)
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Canh bao va Théng bao
5.3 T4t &m thanh canh bao

Canh bao trong tri liéu
Tat am thanh canh béo bang cach nhan ndt Alarm Audio Mute (T4t Am thanh canh bao) trén bang trudc cla
thiét bi (5). Nhdn nut nay s& kich hoat clra s& xdc nhan hanh déng. Khi hanh déng duoc xac nhan, am canh
bdo sé& tat trong 2 phut.

s P ) NUt Alarm Mute (Tt cdnh bdo) va
Xdc nhan hanh dong tat canh bdo Chi bdo T4t canh bdo & bang trudc

Khi canh bao tat, nut Alarm indicator (Chi bdo canh bao) trén man hinh s&
hién thi biéu tuong tat canh bao va dém nguoc 2 phut (hinh). Ngoai ra, biéu
tuong chi bdo Tt canh béo (6) trén bang trudc cla thidt bi s& nhap nhay mau
cam khi canh bdo bi tat.

Néu didu kién canh bao khong duoc gidi quyét trong vong 2 phut, 4m canh

bao s& tai kich hoat. M&i cadnh bdo cé thé duoc tét tdng cong 10 1an, sau 1an
ther 10, khdng thé tat am thanh canh bao lan nita.

Nt Alarm indicator (Chi bdo canh
béo) da kich hoat tit 4m thanh

Silence System Alarm

. Confirm Action .

Canh bao ngoai ché doé tri liéu

Clra s6 canh bao s& tu dong xuat hién va ndt “«” trén man hinh sé tit 4m thanh. Dau “ ¥ ” s& tat canh bao
trong thoi gian ngén.

5.4 Diéu chinh &m luong canh bao

C6 thé diédu chinh &m lugng canh béo theo wu tién cla ngudi dung, tham khdo Muc 4.9 - “Menu General
settings (Thiét Iap chung)” dé biét thém thong tin.
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Canh bao va Théng béao
5.5 Ghi dé thiét lap lvu lvong CPAP canh bao Ap sudt thap (P Min)

Trong trudng hop cé canh bdo Ap sut thap (P Min) & ché do CPAP, chirc ning ghi dé luu luong sé& kha dung.
Chttc n3ng nay thé hién bang duong vién mau vang xung quanh nit Flow settings (Thiét 1ap luu lwong).

3:43.16
5 a

Y 87%

Charging

o
3

Pudng vien mau vang Cénh béo &p suat thap

Néu nut Flow settings (Thiét Iap lvu luvong) duoc nhan khi cd dudng vién mau vang, Menu CPAP Flow Setting
Override (Ghi dé thiét 1ap luu lwvong CPAP) s& xudt hién. Tang toc do luu luong theo yéu cau va nhan OK. Khi
duoc nhac, xdc nhan hanh dong.

Vi du tang t&r 60L/phut 1én 80L/phut nhu duge minh hoa bén dudi.

CPAP - Flow Setting - Override
[ 100%

Charged

FLOW L/min

0 20 40 60 80 100 120 140 +
B v : 80

&
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Canh bao va Théng béao

Khi chirc ndng ghi dé luu lugng hoat déng, dudng vien mau vang xung quanh nut Flow settings (Thiét 1ap luu
lugng) s& nhap nhay.

Acknowledge
Alarm

Dudng vién mau vang-nhap nhay

LUU Y: Néu luu luong ting xéa didu kién canh bdo P Min, thong bao cdnh bado P Min “Alarm Acknowledge”
(Xac nhan canh bao) xuat hién & nut Indicator (Chi bao).

Dé trd vé thiét 1ap ban dau tir chirc ndng ghi dé luu luong hodc didu chinh thiét ap ghi dé thanh mot gid tri
khac, hdy nhan nut Flow settings (Thiét Iap lwu luvgng) va xac nhan hanh déng da chon.
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5.6 Cac loai canh bao

Canh bao va Théng béao

Bang sau day cho biét tat ca cac loai canh bdo cé trong AquaVENT® FD140i, cling v&i didu kién canh bao va
hanh dong khac phuc tuong tng. S& nhan dang canh bdo (ID) va wu tién canh bao cling duac liét ké.

Tin nhan S? ID
. canh
canh bao .
béo
Mem Rd/Wr 0
RTC 1
Hiéu chudn
luu lugng 2
0,a
Hiéu chudn
lvu lugng 3
0,b
Hiéu chuan
Ivu lugng 4
O,c
Hiéu chuan
lwu lugng 5
0,d
Hiéu chudn
lvu lugng 6
khi a
Hiéu chuan
Ivu lugng 7
khi b
Hiéu chudn
lwu lugng 8
khic
Hiéu chudn
lvu lugng 9
khi d
Hiéu Chuan 10

Cam Bién O,

54

Uu tién
canh bao

Diéu kién canh bao

Hanh ddng khac phuc

Luuy

B& nhd FLASH ¢4 13i

Khoi dong lai hé thong. Néu

16i van x3y ra, hdy dua trd lai

trung tdm bao dudng co phé
duyét

Khoa bén trong cla thiét
bi khéng con hoat dong
chinh xac

Dua trd lai trung tam bao
dudng c6 phé duyét

Khong thé truy xuat dir
lieu hiéu chuan d-xy
0-10L/phdt

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
x6a canh bdo, hay dua thiét
bi trd lai mot trung tam bao

dudng co phé duyét

Khong thé truy xuat dir
liéu hiéu qua 6-xy
10- 30 L/phat

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
x6a canh béo, hay dua thiét
bj tré lai mot trung tdm bao

dudng co phé duyét

Khong thé truy xuat dir
ligu hiéu chuan 6-xy
30- 80 L/phut

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
xda canh bdo, hay dua thiét
bi trd lai mot trung tam bao

dudng c6 phé duyét

Khong thé truy xuat dir
lieu hiéu chuan d-xy
80-120 L/ pht

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
x6a canh bdo, hay dua thiét
bi trd lai mot trung tam bao

dudng co phé duyét

Khong thé truy xuat dir
liéu hiéu chuan khi
0-10 L/phdt

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
x6a canh béo, hdy dua thiét
bj tré lai mot trung tdm bao

dudng co phé duyét

Khong thé truy xuat dir
liéu hiéu chuan khi
10-30 L/phut

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
xda canh bdo, hay dua thiét
bi trd lai mot trung tam bao

dudng co phé duyét

Khong thé truy xuat dir
liéu hiéu chuan khi
30 - 80 L/min phat

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
xda canh bdo, hay dua thiét
bi trd lai mot trung tam bao

dudng co phé duyét

Khong thé truy xuat dir
liéu hiéu chuan khi
80- 120 L/phit

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
x6a canh béo, hdy dua thiét
bj tré lai mot trung tdm bao

dudng co phé duyét

Khong thé truy xuat dir
liéu hiéu chun néng
do 6-xy

Hiéu chuan lai thiét bi

Néu hiéu chuan lai khong
xda canh bdo, hay dua thiét
bi trd lai mot trung tam bao

dudng co phé duyét
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Canh bao va Théng béao

Tin nhan sl Uu tién
canh béo caph canh béo biéu kién canh bao Hanh dong khac phuc Luuy
béo
" R Khong thé truy xuat dir ll\leu’hleu C,hua[] i khonﬁ
Hiéu Chuan A LA 2 s 2 A A | A L xda canh bdo, hdy dua thiét
X 9 11 liéu hiéu chuan cam bién Hiéu chuan lai thiét bi A A L2
Cam Bien PP ‘ Y R bj tré lai mot trung tam bao
Ap Suat Bénh Nhan - JEA A
dudng c6 phé duyét
e ek Yéu cau k§ thuat vién cé Gy
L&i Pin 13 Tr\ung Chua Iap_pln ,hoga.c dalap quyén tién hanh bao dudng -
binh pin cé 16i AL
thiéet bi
Kh&i déng lai hé théng. Néu 16i
<y 1 Ngudn 5V cho thiét bi | van xay ra, hay dua thiét bi trd i
16n hon +/- 20% lai mét trung tdm bao dudng
co6 phé duyét
Ngudn cap Khong cé két nbinao véi | Két ndi Ngudn cap Khiy té KhlingquAn Ifhl dugc ngat
Khiyté (AIR) | 1® Ngudn cap Khiy t& (AIR) (AIR) ket noi, Fio, dugc tu
¥ g phty dong cai dat thanh 100%
. P Khi ngudn 6-xy bi ngét két
Ngudn O, 17 Khong ci%%‘;%? 0, dugc Két ndi ngudn O, néi, FiO, duoc tw dong cai
dat thanh 21%
Ngudn AC 18 Thap | euon ACngia NEALKEL | st i thiét bi vei ngudn AC Canh bao don
Yéu cau k§ thuat vién cé Oy
Cam bién O, 19 Phat hién cam bién O, quyén tién hanh bao dudng -
thiét bj
o i e I
X x L hién Luu lugng Nguon Yéu cau ky thuat vién co ty
Cam biéen ap A ok < A x s N ~
PR 20 cap Khiy té (AIR) hodc quyén tién hanh bao dudng -
suat bénh s 2 PR ALy
N 0, va/hodc ap suat bénh thiét bj
nhan A
nhan
G|u’jmarl1 hinh 1 Tr\ung Gilt man hinh carrlu'ng Nha man hinh cam tng }
cam ung binh trong hon 20 gidy
Gilt nut Front panel
Gitt nat 22 Thap (Bang trudc) trong hon Nha nut -
5,5 giay
. ooy ea
Sac pin 23 Murc sac pin L 20% tro Két néi thiét bj véi ngudn AC Canh bdo don
xudng
Canh bdo don
" N A Hiéu chudn cam bién 6-xy; Sau khi hiéu chuan cam
H|euochuan 24 cam blheiguoczrf:;a LELs tham khdo Muc 4.5 - “Hiéu | bién O,, néu cam bién O,
2 i chuan cadm bién 6-xy” 6 16i khi khdi dong, canh
bao sé dugc kich hoat
mot lan
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Uu tién
canh bao

Diéu kién canh bao

Hanh ddng khac phuc

Luuy

Trung
binh

Ap sudt bénh nhan thap
hon gidi han canh bdo P
Min dugc ap dung

Danh gid thiét [ap canh bao ap
suat thap va ting thiét 1ap ap
suat néu thich hop

Canh bdo P Min khéng
kich hoat & ché d& HFOT
hoac POINT

Trung
binh

Trung
binh

Trung
binh

Ap suat bénh nhan I6n
hon gidi han canh bao P
Max dugc dp dung

Danh gid thiét [ap canh bo ap
suat cao va giam thiét lap ap
suat néu thich hop

Canh bdo P Max khong
kich hoat & ché dé HFOT
hodc POINT

Khéng phét hién hé hap
trong thai gian hon 12
giay

Kiém tra bénh nhan va danh
gia thiét 1ap canh bao ngung
thé

T6c d6 hé hap 1én hon
gidi han canh bao F Max

Dénh gia thiét 1ap canh bao F
Max va tdng gia tri canh bao F
Max néu thich hop

Ap sudt bénh nhan 16n hon
25cmH,0 déi véi ché dé
CPAP, CPAP Paed va Helmet

Ap sudt bénh nhan I6n
hon 15cmH,0 dbi vdi
ché d6 BUBBLE PAP

Danh gia thiét 1ap canh béo Ap
suat cao va giam thiét 1ap ap
suat néu thich hap

Canh bdo P Min khéng
kich hoat & ché d& HFOT
hodc POINT

Mtrc FiO, dugc phat hién
cao hon >5 diém phan
tram so vai gia tri cai dat

Chd 10 gidy, néu canh bao bién
mat, tiép tuc str dung. Néu
canh bdo khéng bién méat, hay
can nhéc tang luu lugng thém
1 hodc 2L/phut. Néu canh bao
van ton tai, dirng budi tri liéu
va khéi déng lai tr man hinh
Menu Mode (Ché d6). Néu
canh bdo khéng bién méat, hay
hiéu chudn cam bién 6-xy, tham
khdo Muc 4.5 - “Hiéu chuan
cam bién &-xy”. Néu hiéu chuan
khong xda canh bao, hay dua
thiét bi trd lai mot trung tam
bao dudng cé phé duyét

Sau khi diéu chinh ti 1& 0,,
canh bao FiO, thap bi vo
hiéu trong 30 giay

Tin nhan i:r:ll?
canh bao p
béao
P Min 25
P Max 26
Ngung th& 27
F Max 28
P Limit 29
FiO, Cao 30
FiO, Thap 31

Trung
binh

Mtrc FiO, dugc phat hién

thap hon >5 diém phan

tram so vdi gia tri cai dat
hodc thdp hon 18%

Cho 10 giay, néu canh bao bién
mat, tiép tuc str dung. Néu
canh bao khong bién mét, hay
can nhéc tang luu lugng thém
1 hodc 2L/phut. Néu canh bao
van ton tai, dirng budi tri liéu
va khéi dong lai tr man hinh
Menu Mode (Ché d6). Néu
canh bao khong bién mét, hay
hiéu chudn cam bién 6-xy, tham
khao Muc 4.5 - “Hiéu chuan
cam bién 6-xy”. Néu hiéu chuan
khong xda canh bao, hdy dua
thiét bi trd lai mot trung tdm
bao dudng cé phé duyét

Sau khi didu chinh ti 1& O,,
canh bdo FiO, thap bi v
hiéu trong 30 giay

LUU Y: Canh béo don khong 13p lai am canh bao sau khi d3 kich hoat tat canh béo.
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Tin nhén S61D Uu tién
o X canh | . Piéu kién canh bao Hanh déng khéc phuc Luuy
canh bao . canh bao
bao
R Yéu cau ky thuat vién cé Gy
Phat hicn 34 L&i k§ thuat quyén tién hanh bao dudng -
quat A
thiét bi
Phat hién Bat da~u I§|htr1||eu; NegAI0| \{an >fay
R - . R N ra, hay hiéu chuan thiét bi hoac
cam bién Khi 36 Loi k§ thuat PR N -
t& (AIR) dua thiét bj trd lai mot trung tam
¥ bao dudng cé phé duyét
Bt dau lai tri liéu. Néu I5i van xay
Phat hién H A ra, hdy hiéu chuan thiét bi hosc
cdm bién 0, 37 Loi ky thuat dua thiét bi trd lai mot trung tam
bao dudng cd phé duyét
Hiéu chuan Khong thé truy xuat dir ll\leutheu c,hua? el khoné
o PN . A A L x0a canh bao, hdy dua thiet
lwu lugng O, 38 liéu hiéu chuan 6-xy Hiéu chuan lai thiet bj e A A L2
. , bi trd lai mot trung tam bao
khie 120 - 140 L/ phut ~ A A
dudng co phé duyét
Hiéu chuan Khong thé truy xuat dir X(’;‘:s;::igzusg I?;Ll:z:]ct)fr:igét
lwu lwong 39 liéu hiéu chuan khi Hiéu chuan lai thiét bi bi 113 lai mét,trur:/ tm bao
khi e 120 - 140 L/phut Hroiarmot frufie tem
dudng co phé duyét

5.7 Giai doan 6n dinh canh bao

Khi bat dau tri liéu (& bt ky ché d6 nao), canh bdo bi vo hiéu trong thdi gian d3 cai dat tly vao loai canh bdo.
Chung toi goi giai doan nay 13 “giai doan 6n dinh”. M3c du c6 thé s& ton tai trong giai doan &n dinh, didu kién
canh bao s& khong duoc bdo céo trén man hinh cho dén sau khi giai doan 6n dinh d3 két thuc. Giai doan &n
dinh duoc cung cdp nh3m cho phép ngudi ding hoan tat thiét 1ap tri liéu va chirc ndng clia né.

Thoéng thudng, viéc nay gdm cé didu chinh khbi tiép xtic bénh nhan hodc diéu chinh thém téc d6 lvu lugng
hodc % 6-xy dén gia tri mong mudn. Trong giai doan &n dinh hodc vao bat ky Iic nao sau d6, néu thiét lap tri
lidu dwoc diéu chinh theo bat ky cach nao, mot giai doan én dinh mai s& bat dau.

Vé tbc d6 luu luong, canh bdo ngung thd, canh bao Pmax va Pmin, canh bao téc d6 hé hap, thiét bi phun
BAT va thiét bi phun TAT - nhitng thay ddi dbi vdi cac thiét 1ap nay tao ra mot giai doan 6n dinh 60 gidy. Trong
quang thai gian d6, cac cdnh béo ton tai trudc d3 hién dién trén man hinh s& bi xda, ngay ca khi nguyén nhan
clia diéu kién canh bao chua dugc gidi quyét. Trong giai doan 6n dinh theo sau, cac diéu kién canh bao phat
sinh trong giai doan 6n dinh s& duoc an cho dén sau khi giai doan dn dinh két thuc, khi d6 cac didu kién canh
bdo s& xuat hién trén man hinh, nhdc ngudi dung gidi quyét (cac) diéu kién canh bao. Vé canh bao FiO,, trudng
hop tuong ty cling ap dung nhung giai doan &n dinh kéo dai 180 gidy. Cac diéu kién canh béo khéc cé thé co
thoi gian vo hiéu ngan sau khi bat dau tri liéu.
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Bao tri va Stra chifa
6.1 Stta chita
Bao tri va Stia chiia
AquaVENT® FD140i duoc thiét k& dé cung cap kha ndng van hanh an toan va dang tin cay véi didu kién van

hanh va bao tri theo hudng dan clia nha san xuat. Néu phat hién bat ky bt thuong nao, ban nén than trong
va yéu cau mot trung tdm bao dudng cé Oy quyén tién hanh kiém tra thiét bi.

TLUU Y: Khong duge virot qud cac gid tri néu bén dudi khi két ndi day cap khi vai thiét bi khi tién hanh bao tri,
stra chita hodc chan doan trén thiét bi. Nén str dung céc gia tri trong pham vi d3 néu 270 dén 600 kPa (40 dén
87 PSI) cho moi hoat d6ng bao tri, stta chita va chan doan trén thiét bi.

Qué ap tdi da ngudn cip 6-xy (0,) 1000 kPa (145 PSI)
Qué ap t6i da ngudn cap khi 1000 kPa (145 PSI)

6.2 Lich bdo dudng

Khi dugc bdo dudng dinh ky, tudi tho st dung ctia AquaVENT® FD140i I3 10 ndm. D& biét thém théng tin vé
bdo tri, vui long tham khao Tai liéu hudng dan k§ thuat vé AquaVENT® FD140i.

AquaVENT® FD140i phai do mét trung tdm bdo dudng cé Gy quyén cla Armstrong Medical bdo dudng theo
lich sau day tir ngay st dung dau tién:

E::y'g‘b:‘;h‘;“a"g Don vi thuc hién Huéng dan

6 thang/lan Armstrong Medical Thay thé/bao dudng cam bién O-xy AEC0355 néu cé st dung
Hang nim Armstrong Medical iiééljnc(tﬁra xem 6 can hay khong va yéu cau thay pin nhién liéu 6-xy,
Hang ndm Armstrong Medical Thay b loc hinh nén trong cu kién NIST - N2185/06

Hang ndm Armstrong Medical Thay van thé ty do - AMCAEM1000-110

Hang ndm Armstrong Medical Thay vong chi* O & diém vit 1/8 inch ctia cau kién NIST

Hang ndm Armstrong Medical Thay vong chit O & cong dau ra khi thiét bj phun

Hang ndm Armstrong Medical Thay vong chit O & cong dau vao khi ap suat bénh nhan

Hang ndm Armstrong Medical Thay vong chit O & cong dau ra khi 22mm

Hang ndm Armstrong Medical Thay pin déng hd thai gian thuyc

2 ndm/lan Armstrong Medical Thay pin thiét bi

6 nam/lan Armstrong Medical Thay b6 didu chinh 4p suét O,

6 nadm/lan Armstrong Medical Thay b diéu chinh 4p suat khi

6 nam/lan Armstrong Medical Thay 2 van thuan (cam bién luu lwong)

vt amegtuescn |5 e e org g o g s s

Lich bdo duéng AquaVENT® FD140i tir ngay st dung dau tién.
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Vé sinh va Khit nhiém
7.1 Vé sinh
Vé sinh va Khir nhiém
Trudc khi vé sinh, dam bao ring thiét bi d3 duoc TAT ngudn va dau cm ngudn dién ludi dugc thao ra va dé

tach biét vai dung dich vé sinh. Chi st dung cac chat tdy khir trung dugc phun 18n mot tdm vai mém. Chi lau
cac bé mét bén ngoai cla thiét bi.

Céc chat tdy rira nay phu hop dé vé sinh cac bé mat bén ngoai cla thiét bi va thudng dugc st dung trong céc
khu virc cham séc quan trong clia bénh vién. Surfa® Safe (Laboratoires Anios) va Clinell® (Gama Healthcare) la
céc chat ty rira phi hop. S& cung cip danh séch cac chat tay rira cu thé cé phé duyét theo yéu cau.

Sau khi vé sinh va trudc khi bat ngudn thiét bi, hdy dam bao rang cac bé mat bén ngoai d& kho han.

7.2 Khir nhiém

Trudce khi gtri AquaVENT® FD140i lai cho nha sdn xuat dé stra chita/bdo dudng, nhan vién cé ning luc clia bénh
vién nén danh gid trang thai khir nhiém 13 can khir nhiém hodc khéng can khir nhiém do rdi ro nhiém ban du
thap dé duoc xem 1a chdp nhan duoc.

A CANH BAO

o Mang gang tay bao h va kinh bao ho.

o Khéng duoc hit hoi sdn pham.

. Néu chat 16ng d3 chay vao bén trong vo thiét bi, hdy ngung st dung AquaVENT® FD140i. Théng bao cho
k¥ thuat vién bdo dudng cé Gy quyén dé vé sinh thiét bi.

LUU Y: Tham khao Bang dit liéu an toan vat liéu cGa dung dich vé sinh trudc khi st dung.
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8.1 Thong sb k§ thuat

Nguén khi

Théng sé ky thuat

Pham vi 4p suét clia ngudn 6-xy (O,)

270 dén 600 kPa (40 dén 87 PSI)!

Téc d6 lru lugng clia ngudn d-xy (0,)

T6i da 140L/phut

Chét lvgng ngudn 6-xy (0,)

O-xy y t&, kho, khong dau va khong co hat nho

Két néi ngudn 6-xy (0,)

NIST

Pham vi p suat ngudn khi

270 dén 600 kPa (40 dén 87 PSI)

Téc d6 luu lugng ngudn khi

T6i da 140L/phut

Chét lugng ngudn khi

Khinény té, kho, khong dau va khong cé hat nhd

Két ndi ngudn khi

NIST

TXem Muc 6 - Bao tri va Stra chita dé biét thong tin lién quan dén cac gid tri p suat t6i da cho cac hoat dong

bao tri, stra chita, hodc chan doan.

Nguén dién

bién ludi

100 - 240VAC, 50 - 60Hz

Mrc tiéu thu dién <35VA
Pin bén trong 11.1V danh dinh, 2600 mAh danh dinh
Loai Pin sac Li-ion

Thoi gian van hanh

> 60 phut véi pin d3 sac day

Cau chi dau vao nguén dién

F 1A, 250V, Cong suat ngét dong dién AC: 35A

Piéu kién méi trudng

Nhiét do van hanh

+15°C-+40°C

D6 4m van hanh <90%

Ap suat khong khi van hanh 50 kPa - 110kPa
Nhiét d6 bao quan va van chuyén 0°C - +40°C

D6 4m twang dbi khi bdo quan va van chuyén  <90%

Ap suat khong khi khi bdo quan va van chuyén

50 kPa - 110kPa

Dinh murc chéng nudc xam nhap

IPX1, Chéng nudc nhd giot thang ding

Méi trudng han ché

Khong pht hop dé st dung khi cé hén hop chat gdy mé dé
chay. Khong danh cho st dung tai nha, trén may bay truc
thang hay tau ngdm

Kich thudc (Rong x Sau x Cao)

R236 x 5138,5 x C260 mm

Trong luong

4,8kg +/- 0,5kg (khac nhau tly thong s6)

Tinh tuong thich dién tu

D3 duoc kiém nghiém theo: BS EN 60601-1-2, theo Chi thi
2014/30/EC

Phan loai

Phan 4p dung - Hang B

Mach thd/ Hé théng ho hap (Dé biét thém thang tin, tham
khao muc 11.2 trong Phu luc 2 - Phu kién)

Hang thiét bi theo Chi thi 93/42/EEC, Phu luc IX;

MDR 2002 cla Vuong qudc Anh - Phan I (stra d6i) I1b

Hang bao vé, nguy hiém vé dién:

| (n6i dat)

Ché d6 van hanh (thdi lvong 4p dung)

Ap dung lién tuc trong ngan han
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Théng sé ky thuat

Ngoén ngir

tiéng Anh, tiéng A Rap, tiéng Ha Lan, tiéng Phan Lan, tleng
Phdp, tleng D, tleng Hy Lap, tleng Indonesia, tiéng Y, tiéng
Latvia, tleng Na Uy, tiéng Ba Lan, tiéng B6 Dao Nha, tleng
Romania, tiéng Tay Ban Nha, tiéng Thuy Dién, tiéng Thd Nh¥
Ky va tiéng Viét

Canh bao

Loai canh bao

Hinh anh va Am thanh

Pham vi am lvong canh bao

45,5 dBA dén 86,5 dBA

Thoi lvong tat am canh bdo

120 giay

Muic 6n

Ap sut am thanh dinh

(trang thai khong canh bao/canh bao)

54,5dBA / 86,5dBA

Cong suat am thanh dinh

(trang thai khéng canh bao/trang thai canh bao) 63dBA / 95dBA

Man hinh hién thi

Loai man hinh

TFT LCD Mau

Kich thudc dudng chéo cla man hinh

7,0 inch

D6 phan giai man hinh

800 (RGB) x 400

Cam bién 6-xy

Loai cdm bién: Tuy chon 1

Cam bién 6-xy thuan tu

Tan s6 lay mau SHz

D6 chinh xac +/- 2 diém phan tram
Bao dudng Hang nam

Tudi tho st dung 10 ndm

Loai cdm bién: Tuy chon 2

Pin nhién liéu 6-xy

Tan s6 ldy mau

10Hz

D6 chinh xéac

+/- 2 diém phan tram

Tudi tho st dung

Tuy vao lvu lvgng khi va mice st dung

Van an toan

Van thé tu do

Khi mat ngudn khi, van thd tu do cho phép tu thd bang
khong khi trong phong

Thiét 1ap luu lugng vi du

Pham vi du kién (L/phut)

2L/phat 1,5-2,5
5L/phat 4,0-6,0
10L/phut 8,5-115
20L/phut 18,0-22,0
40L/phat 36,0-44,0
70L/phut 65,0 - 75,0
110L/phut 102,0-118,0
140L/phut 130,0-145,0
St dung

Ngudi van hanh du kién

Chi danh cho chuyén gia y té d3 qua dao tao

Phan loai bénh nhan

Ngudi I6n, bénh nhi va tré so sinh
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Théng sé ky thuat

8.2 Thong sb kj thuat vé cac ché do tri liéu

CPAP Helmet

Ché dé (Paed) CPAP

Mau man hinh giao dién Xéam Vang

Pham vi luu luong
(L/phuat)

Luu luong mac dinh
(L/phut)

Pham vi 6-xy (%)

10-70 40-140

20 60

21-100 21-100

O-xy mac dinh (%) 30 30
Ap suat do duoc (@) o
Tan suit thé do dugc (@) (@)
Thiét bi phun BAT o Khéng

Pham vi canh bao ap suat
(cmH,0)

Canh bao ap suat mac

2-25vaTAT 2-25vaTAT

dinh “Thap” 2 2
Canh béo ap suat mic

dinh “Cao” 12 12
Pham vi canh bao ngung ’ )
thé (gidy) 20-60 20-60
Thai gian canh bao ngung 2 20

thé mac dinh (giay)
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Théng sé ky thuat
8.3 Thiét 14p tham s6

Khoang ting Gia tri ti thidu Gid tri tbi da
FiO, 1621-100% 21% 100%
Thoi lvong didu tri 0:00:01 (hr:min:sec) 0:00:01 (hr:min:sec) 23:59:50 (hr:min:sec)
cong # ngay
Thiét 1ap thé tich 10% 10% 100%
Thoi gian ngung thd 1 gidy 20 giay 60 giay
Ap sut tbi da (Pmax) 1cmH,0 5cmH,0, TAT 25cmH,0, TAT
Ap suat ti thiéu (Pmin)  1cmH,0 2cmH,0, TAT 22cmH,0

8.4 Cac chirc ndng do

Khodng ting Gid tri tbi thidu Gia tri toi da D6 chinh xac
Fio, 1&21-100% 21% 100% 2%
T6c d6 ho hap 1/phut 0/phut 60/phut +2/phut
Ap suat bénh nhan 1cmH,0 OcmH,0 50cmH,0 +10%

8.5 Cadm bién 6-xy thuan tir

D6 chinh xac +2 diém phan tram
Hiéu chuan Hang ndm hodc khi nghi nger ¢é khiém khuyét
Tudi tho st dung 10 ndm

LUUY:  Nhitng thay ddi vé 4p suat khi quyén cé thé anh hudng dén céc gia tri doc clia cdm bién oxy va
can duoc xem xét khi dién giai két qua do.
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Théng sé ky thuat
8.6 Giao tiép bén ngoai

A CANH BAO

Dé giao tiép vai cac thiét bi bén ngoai, AquaVENT® FD140i c6 két ndi USB Type B.
Két ndi nay duoc thiét ké dé nguoi cham séc khong thé tiép can va duoc che lai sao cho chi ki thuat vién bdo
dudng cé Gy quyén hodc k§ su bénh vién cé ndng luc thich hop cé thé théo ra.

8.7 Mdi truong dién tir

AquaVENT® FD140i duoc thiét ké dé sir dung trong mdi truong dién tir theo mo ta chi tiét 3 Muc 8.1 - Thong
s k§ thuat. Ngudi dung cé trach nhiém dam bao rang thiét bi duoc van hanh trong mot méi trudng nhu thé.

Phat thai

BS EN 60601-1-2:2015 - Thiét bi dién y t& - Phan 1-2: Cac y&u cau chung vé an toan co ban va
hiéu suat thiét yéu - Tiéu chuan phu: Nhiéu dién tir - Yéu cau va kiém nghiém

Danh cho méi trwdng chdm sdc stre khde chuyén nghiép (M6i trudng EM cé kiém soat)

Tiéu chuan tham chiéu |Hang/gidi han |M®di truong dién tir

Phat thai RF cdm ¢rng  |[Nhom 1 AquaVENT® FD140i chi str dung nang lugng RF cho
va burc xa CISPR 11 chitc ndng bén trong. Mirc phét thai dan dén la rat
thap va khong c6 kha ndng gay ra bat ky nhiéu loan
nao & thiét bj dién gan do.

Phat thai RF cam ¢rng  |Hang A
va birc xa CISPR 11

Chi dwoc sir dung AquaVENT® FD140i trong moi
truong cham séc stre khoe chuyén nghiép.

Phat thai hai hoa Khong ap dung
IEC 61000-3-2 CHEDO 1

Dao dong dién dp/phét |Khong dp dung|cHE P02
thai gy nhiéu
IEC 61000-3-3
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Mién nhiém

68

Théng sé ky thuat

Kiém nghiém mién

Mtrc kiém nghiém

Mrc tuan thu

Hudng dan vé thiét 1ap moi trudng

nhiém IEC 60601-1-2 dién tu
+2kV, £4ky,
£6kV, #8 kv oy
Xa tinh dién (ESD) tiép xuc aép ic
CHEDPO 1 Nén st dung san gd, bé tong hodc
+2kV, £4kY, Y gach men. Néu san duoc pha vat
IEC 61000-4-2 +6kV, £8kV, Ehén Khi lieu tdng hop, d6 dm tuong doi
15 kV & phai it nhét I 30%.
khong khi
+2kV, £4ky, & murc cao hon, trong qua trinh
+6kV, £8 kV hoat dong binh thuong (tri liéu
X3 tinh dién (ESD) tiép xtc t4 kv, khong gian doan), cé thé méat hién
MODE 2 tiep xuc thi tam thdi (man hinh tréng) do
£2KkV, £4kV, hién tugng xa tinh dién.
|IEC 61000-4-2 +6kV, 8 kV, * SA kv ,
+15 kv khéng khi
khéng khi
Chéat lwgng dién ludi phai 1a chat
lwong dién hinh ctia moi truong
Dién thoang qua nhanh/ |+ 2 kV +2 kv thuong mai hodc bénh vién.
dot bién Tan s6 dot bién Tan s6 dot bién
CHEDO 1 100 kHz 100 kHz C6 thé xudt hién tiéng lach tach
0,75 ms 0,75 ms cling vdi thay ddi hién thi, cé thé
|IEC 61000-4-4 thoi lugng thoi lugng chon lai chirc nang trong vong 0,01
giay, ché do tri lieu khong bi gidn
doan.
£1kV +1kV
Dot bién ché d6 vi sai ché db vi sai Chét lugng dién ludi phai la chat
lwgng dién hinh clia méi trudng
IEC 61000-4-5 ché d6 thong ché d6 thong thuong mai hosc bénh vién.

thuong £ 2 kV

thuong £ 2 kV

Sut p, gidn doan ngan
va thay déi dién 4p trén
dudng day dau vao cla
ngudn dién

IEC 61000-4-11

<5% UT
(sut > 95% trong
Ur) trong % chu ky

40% Ut
(sut 60% trong Ur)
trong 5 chu ky

70% Ut
(sut 30% trong Ur)
trong 25 chu ky

<5% UT
(sut > 95% trong
Ur) trong 5 gidy

<5% UT
(sut > 95% trong
Ur) trong % chu ky

40% Ut
(sut 60% trong Ur)
trong 5 chu ky

70% Ut
(sut 30% trong Ur)
trong 25 chu ky

<5% UT
(sut > 95% trong
Ur) trong 5 gidy

Chéat lwong dién ludi phai 1a chat
luong dién hinh ctia mdi trudng
thuong mai hoac bénh vién.

Néu ngudi dung va/hodc ngudi
van hanh AquaVENT® FD140i can
van hanh lién tuc trong thoi gian
gian doan dién Iudi, nén st dung
AquaVENT® FD140i bang mot bd
ngudn khong gidn doan (UPS) hodc
pin.

TU trudng & tan so dién
(50/60 Hz)

IEC 61000-4-8

3 A/m

3 A/m

TU trudng tan s dién phai & cac
mitc d3c trung clia mot dia diém
dién hinh trong méi trudng thuong
mai hodc bénh vién.

Luu y: Ut la dién ap ludi dién AC trude khi ap dung mirc kiém nghiém.
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Théng sé ky thuat

Kiém nghiém mié&n nhiém |Muc kiém nghiém|Mic  tuan|Moi truong dién tir - hudng dan
IEC 60601-1-2 tha

Khéng duoc st dung thiét bi lién lac RF cdm tay va di dong gan AquaVENT® FD140i (k& ca day cép)
trong pham vi khoang cach khuyén céo duoc tinh tir phwong trinh dp dung cho tan s6 clia thiét bi phat.

RF dan dién 3V rms
P ; 150 kHz dén|10V d=0,35°P
den IEC 61000-4-6 30 MHz
T truong RF EM burc xa 3V/m Kiem nghiém tan so0 quét

EN 61000-4-3:2006
+A1:2008+151:2009+A2:2010

3V/m dugc thuc hién trén 4 mat cula

80 MHz den 2,7 GHz AquaVENT® FD140i.

Trong dé: P 13 dinh mic céng suat
dau ra tdi da cla thiét bi phat
tinh bing don vi watt (W) theo
nha san xuat thiét bi phat va d 13
khoang cach khuyén cdo tinh bang
mét (m).

Cudng dd tUr truong tir thiét bi
phat RF c& dinh, xdc dinh bang
khao sat dién tir tai chd, phai nho
hon méc tudn tha trong tirng
pham vitan sé. b

Khi & gan thiét bi cé biéu tuong sau
day, co thé xuat hién nhiéu.

(U

Céc tham chiéu va cudc chi duoc gidi thich & trang sau day.

Luuy 1 &80 MHz va 800 MHz, 4p dung pham vi tan sé cao hon.
Lruy 2 Cac hudng dan nay cé thé khéng 4p dung trong moi tinh hudng. Lan truyén dién tir bi anh
hudng bdi su hap thu va phan xa tir cac cau truc, vat thé va con ngudi.

a Cuong do tir truong tir cac thiét bi phat cb dinh, chdng han nhu céc tram dién thoai vo tuyén (di
déng/khong day) va dai phat thanh di déng mat dat, dai phét thanh nghiép du, phét thanh AM va FM
va phét séng TV v& ly thuyét khéng thé dugc dy doan chinh xac. D& danh gid moi trudng dién tir do cac
thiét bi phat RF ¢ dinh, nén can nhéc tién hanh khao st dién tir tai chd. Néu cudng do tir trudng do
dugc tai dia diém st dung AquaVENT® FD140i vugt qud mirc tudn tha RF 4p dung bén trén, nén quan
sat AquaVENT® FD140i d& ddm bao van hanh binh thudng. Néu quan sat thay hoat déng bat thudng, cd
thé can phai thuc hién cac bién phap bd sung, chdng han nhu didu chinh hudng hodc di doi hé théng.

b Trong pham vi tan s& 150 kHz dén 80 MHz, cudng d6 tir trudng phai nho hon 10 V/m.
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Théng sé ky thuat

Khoang cach khuyén céo giira thiét bi lién lac RF cam tay va di déng véi
AquaVENT® FD140i

AquaVENT® FD140i dugc thiét k& dé st dung trong mot méi trudng dién tir trong dé nhidu
RF birc xa duoc kiém sodt. Khach hang hodc ngudi dung AquaVENT® FD140i cé thé phong tranh
nhi&u dién tir bang cach duy tri khodng cach t6i thiéu gitta thiét bi lién lac RF cam tay va di dong
(thiét bi phat) va AquaVENT® FD140i nhu khuyé&n nghi bén dudi, theo cdng suat dau ra tbi da cla
thiét bi lién lac.

Coéng suat dau ra téi Khoang cach tach biét theo tan sé cua thiét bi phat m
?:ié'tdk:r;)hhétd inh <t 150 kHz
: dén 80 MHz
W d=0,35P
0,01 0,04
0,1 0,11
1 0,35
10 1,1
100 3,5

D6i v6i cac thiét bi phat cé dinh mirc cong suat dau ra t6i da khong duac liét ké bén trén, khoang
cach khuyén cdo d tinh bang mét (m) cé thé duoc udce tinh bang phuong trinh ap dung cho tan
sd cta thiét bi phat, trong d6: P 1a dinh mirc cdng suat dau ra téi da cla thiét bi phat bang don vi
watt (W) theo nha san xudt thiét bi phat.

Luuy 1: O 80 MHz va 800 MHz, 4p dung pham vi tan s6 cao hon.
Lwu y 2: Cac hudng dan nay cé thé khong ap dung trong moi tinh hudng. Lan truyén dién tir bi anh
hudng bai su hdp thu va phan xa tir cac cau truic, vat thé va con ngudi.
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Thai bd
9.1 Thai bd

Khong dugc thai bd AquaVENT® FD140i nhu rac thai thong thuong. AquaVENT® FD140i phai dugc thai bo riéng.
Vui long tuan thu céc quy dinh hién hanh khi thai bd AquaVENT® FD140i.

Tai Vuong qudc Anh, cac quy dinh hién hanh bao gdm:

Quy dinh vé rac thai thiét bi dién va dién t& (WEEE) (2013)
Quy dinh vé pin va dc-quy thai (2009)

T4t ca cac qubc gia trong Lién minh chau Au phai tuan tha:
Chi thi EU 2011/65/EU (Han ché sir dung cac chat nguy hiém nhét dinh trong thiét bi dién tr va dién)

N&u ban thai bd thiét bi nay bén ngoai Vuong Qubc Anh, vui long tuan tha cdc quy dinh thai bo 4p dung riéng
cho qubc gia d6 vé thiét bi dién va pin Li-ion.
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10 Phu luc
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Phu luc

10.1 Phu luc 1 - So @6 quy trinh thiét 1ap tri liéu

D& biét giai thich chi tiét v& thiét [ap tri liéu va van hanh, hay tham khdo Chuong 4 - “Str dung
AquaVENT® FD140i".

74

Nhan nut Standby (Chd) dé bat
ngudn thiét bj

Tu kiém tra (tu dong khai dong)

Self Check Result

Button Held
Calibration

Self Check Result

—» Cai dat thiét 1ap cadnh bao tri liéu

Hiéu chudn cdm bién 6-xy tuy chon

Oxygen Sensor Calibration

Do you want to calibrate sensor?

Note: this process will take 75s

Chon ché d6 tri liéu mong muén ti Menu
chon tri liéu

CPAP Bubble
Helmet PAP

Xac nhan bat dau tri liéu

Piéu chinh thiét lap luu lugng tri liéu

Chay ché dé tri liéu

15:30.27
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10.2 Phu luc 2 - Phu kién

AquaVENT® FD140i twong thich v&i nhiéu phu kién khac nhau ma Armstrong Medical cung cap. Phu kién bao
gdm mach thd, may tao 4m gia nhiét, khoang tao 4m, van PEEP, bo loc, m3t na va khéi tiép xtc mii.

C6 thé truy cap danh sach toan bo cac phu kién tuong thich tai www.armstrongmedical.net hodc bang cach
lién hé vdi Armstrong Medical qua thong tin lién hé & bia sau cla tai liéu hudng dan nay.

LUU Y: Nha san xuat khuyén cdo chi str dung cac phu kién Armstrong Medical twong thich.
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10.3 Phu luc 3 - Binh nghia

Phu luc

Dinh nghta cac tir viét tat cd trong Tai liéu hudng dan nay;

Khi'y té& (AIR) Khiy té

0, O-xyyté

CPAP Ap suat duong tha duong lién tuc

CPAP Paed Ap suat duong thd duong lién tuc, bénh nhi

BUBBLE-PAP Ap sust duong tha duong dang béng

HFOT Tri liéu 6-xy lvu lvong cao

POINT® Tri liéu 6-xy mii lwu lvong cao chu phau

PEEP Ap suat cudi tha ra duong

FiO, Phan 6-xy hit vao

SNP Polyp xoang mi

F Max Toc d6 hd hap t6i da

P Max Ap suat CPAP tbi da

P Min Ap suét CPAP tbi thidu

Co, Khi Cac-bo-nic

L/Min Lit méi phut

RR Téc d6 ho hap

cmH,0 Centimet 4p suat nudc

Secva s giay

NIST Ren vit khong hoan ddi duoc

dBA Decibel trong s6 A

LCD Man hinh tinh thé long

RGB M3u thiét bi mau Do, Xanh L4, Xanh Duong
76
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Phu luc
10.4 Phu luc 4 - Lich st chinh sira Tai liéu hudng dan

Ngay Phat Hanh | S& Phat Hanh Tém tat (nhitng) thay ddi

17/04/2020 01 Ban gbc

23/06/2020 02 Thay déi dinh mirc Ngudn dién thanh 100-240 VAC; va nhitng thay
dbi bién tap khac.

24/07/2020 03 Nhitng cai tién chung dbi véi d6 chinh xac va tinh nhat quan cua
théng tin duoc hién thi

18/11/2020 04 Nhitng cai tién chung dbi véi d6 chinh xac va tinh nhat quan cua
théng tin dugc hién thi

14/01/2021 05 Thay déi dé phan anh ban cap nhat firmware

05/01/2022 06 B& sung thong tin vé st dung pin va thay ddi phién ban phan mém
thanh 1.02

10/10/2022 07 Nhitng cai tién chung dbi véi d6 chinh xac va tinh nhat quan cua
théng tin duoc hién thi

26/09/2023 08 Thay ddi chu ky thay pin coin cell t&* 3 ndm thanh 1 nam.
Xem xét chung phu hop véi MDR cda Lién minh chau Au va Vuong
quéc Anh.
MAau nhan dugc xda khoi trang 2, vi du vé& dinh dang s6 sé-ri duoc
gitt lai.

Bao gdm cac ngdn nglt bd sung.
Nhitng cai tién chung dbi véi d6 chinh xac va tinh nhat quan cua
théng tin dugc hién thi phi hop véi cac bdo cdo da chinh stra.

25/03/2026 09 Dinh chinh théng tin d& dam bao chinh xac va nhat quan.

18/08/2026 10 Cap nhat 1&n phién ban phan mém 2.00

M& rong danh sach ngdn nglt kha dung

B& sung thong tin v& cong sudt &m thanh trong s6 A
Cap nhat chirc ndng canh bao

B& sung cac tuyén bd canh bao va than trong bét budc
Khéi phuc nhan sé sé-ri

77 AquaVENT® FD140i, Tai liéu huéng dan, Ban tiéng Viét - S6 10



Armstrong
Medical

DE lién hé v&i bd phan HA tro k§ thuat va Dich vu khach hang, hay lién hé véi Armstrong Medical Ltd.

Lién he

Armstrong Medical Ltd.
Wattstown Business Park
Newbridge Road
Coleraine

BT52 1BS

Bac Ireland

pién thoai: +44 (0) 28 7035 6029
Email: info@armstrongmedical.net

Web: www.armstrongmedical.net

Phién ban mai nhat cda tai liéu hudng dan nay cé trén trang web clia Armstrong Medical Ltd.

Tai liéu hudng dan nay ghi nhan phién ban phan mém 2.00

UK
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